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Figure 1-1. Frequency Comparator Set AN | USM-144 
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SECTION | 
INTRODUCTION AND DESCRIPTION 


1-1. GENERAL. This publication is issued as the 
basic Handbook of Operation and Service Instruc- 
tions with Illustrated Parts Breakdown for Fre- 
quency Comparator Set AN/USM-144, manufac- 
tured by Centronix, Incorporated, Philadelphia, 
Pennsylvania. 


1-2, PURPOSE AND USE 


1-8. Frequency Comparator Set AN/USM-144, 
(figure 1-1), is a precision frequency measuring 
device, used with electronic counters to provide 
measurements of frequencies from 10me to 12.4 
kme. Frequencies higher than 12.4kme can be 
measured by using external waveguide mixers, 
or by amplifying the output of the internal mixer 
with a traveling wave tube amplifier and feeding 
a suitable harmonic generator-mixer setup. If the 
signal to be measured is sufficiently stable, the fre- 
quency may be measured with counter accuracy. 


1-4. Types of RF signals that can be measured 
include continuous wave (CW), frequency modu- 
lated (FM), pulse modulated (PM) types, and 
signals containing troublesome amounts of noise. 
The residual frequency modulation in CW signals, 
the limits of incidental frequency, deviation in 
amplitude modulated signals, and the limits of 
frequency deviation in frequency modulated sig- 
nals can also be measured. 


1-5. The Frequency Comparator Set can also be 
used without a frequency counter to measure 
frequencies to about 2000 megacycles with 0.5 
percent accuracy, and to higher frequencies when 
the frequeney of the input signal is known ap- 
proximately. 


1-6. DESCRIPTION 


1-7. The AN/USM-144 set is housed, along with 
its accessory cables, in a three ply transit case 
measuring approximately 1914 inches by 1314 
inches by 13 13/16 inches. The transit case serves 
as a carrying and storage case for the equipment. 


1-8. The Frequency Comparator itself is housed in 
an aluminum instrument case measuring approxi- 
mately 1614 inches long by 914 inches high by 
1014 inches deep. The instrument case serves as 
a protective covering for the Frequency Com- 
parator. 


1-9. All operating controls, connecting jacks, 
measurement indicating controls, and the cathode 
ray tube are mounted on the front panel. 


1-10. Two carrying handles are provided on the 
front panel for ease in handling and moving the 
Frequency Comparator. 


1-11. EQUIPMENT SUPPLIED 


TABLE 1-1. EQUIPMENT SUPPLIED 


Nomenclature 


Comparator, Frequency, CM-212/USM-144 
Case, Frequency Comparator, 
CY-3157/USM-144 


Cable Assembly, Power, Electrical, 
CX-7077/U (7'9”) 

Cord, CG-409E/U(4’7”) 

Cable Assembly, RF,CG-546/U (0’8”) 


1-12. EQUIPMENT CAPABILITIES 


1-18. The AN/USM-144 set is so constructed that 
frequencies can be measured to the accuracy of 
the counters used, although in actual practice very 
few signals are stable enough to be measured with 
such accuracy. In most cases, the instability of the 
signal to be measured will be the greatest accuracy 
limiting factor. With extremely stable, noise-free 
CW signals, accuracies of the order of one part per 
million may be expected. When measuring pulsed 
RF signals, accuracy will depend to some extent 
on pulse length. Typical accuracies obtainable 
with a stable, pulsed carrier of 1000mce are approx- 
imately 3 parts per million for a 10 microsecond 
pulse, and 10 parts per million for a 2.5 micro- 
second pulse. 


1-14. PRINCIPLES OF OPERATION 


1-15. GENERAL. To determine the frequency of 
an unknown signal, the Frequency Comparator 
Set AN/USM-144 beats the unknown signal 
against a harmonic of a very accurately known 
fundamental frequency. The number of the har- 
monic is then determined, and the fundamental 
frequency is multiplied by the harmonic number 
to give the exact frequency of the input signal. 
Reference to the block diagram of the equipment 
(figure 1-2), will indicate how this system meas- 
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Figure 1-2. Block Diagram 


ures frequency. The Frequency Comparator gen- 
erates a stable signal, adjustable in frequency 
from 100 to 220 mc, which is continuously moni- 
tored by the external frequency counter. Har- 
monics of the oscillator are then compared in a 
mixer with the frequency to be measured, using 
the oscilloscope contained in the Frequency Com- 
parator Set to observe the difference frequency. 
1-16. By adjusting the oscillator frequency, a 
zero beat can be obtained between an oscillator 
harmonic and any unknown frequency applied to 
the input. When the zero beat is obtained, the un- 
known frequency is determined by multiplying 
the reading on the frequency counter by the pro- 
per harmonic number. 


1-17. OSCILLATOR (100 to 220mc). The funda- 
mental frequency in the Frequency Comparator 
Set is generated by an extremely stable push-pull 
oscillator, and is brought out of the front panel 
at the OSCILLATOR OUTPUT jack. The signal is 
then normally coupled through a coaxial jumper 
to the OSCILLATOR INPUT jack of one of the 
mixers. 


1-2 


1-18. The oscillator is a push-pull Hartley circuit 
constructed to obtain extremely good short time 
stability. The housing for the oscillator, the tuned 
circuit components, and all mountings are very 
rigid and stable. The operating voltages applied 
to the oscillator circuit are well regulated. Al- 
though long time stability of the oscillator circuit 
is not of prime importance, it is sufficient to pro- 
vide 0.5 percent or better accuracy of the main 
dial calibration (figure 1-3). 


1-19. MIXERS. The Frequency Comparator has 
two built-in mixers, one with a frequency range 
of 10-2000mc, and the other with a range of 2-12.4 
kmc. These mixers serve both as mixers and as 
harmonic generators for the fundamental fre- 
quency from the oscillator. When an input signal 
is applied, mixing action occurs with all harmonics 
generated. If the difference between the input 
signal and one of the harmonics is less than the 
bandwidth of the following amplifier, a response 
will be seen on the cathode ray tube. 


1-20. VIDEO AMPLIFIER. The video amplifier 
consists of the five resistance coupled stages V3, 
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V4A, V4B, V5A, and V5B, two of which are cath- 
ode followers. The bandwidth of the amplifier is 
approximately two megacycles with the controls 
set to maximum, and the gain is approximately 
40db with the gain control at maximum. The first 
two stages provide most of the amplification for 
both the VIDEO OUTPUT jack and the oscillo- 
scope vertical amplifier. The high frequency cutoff 
of the video amplifier is continuously adjustable 
from a maximum of two megacycles to a minimum 
of one kilocycle. The low frequency cutoff may be 
switched from 100 cycles to 10ke, and is then con- 
tinuously adjustable from 10ke to 400kc. 


1-21. OSCILLOSCOPE VERTICAL AMPLIFIER. 
The oscilloscope vertical amplifier provides ap- 
proximately 100 volts peak-to-peak, or 40db gain, 
with approximately a 200ke bandwidth without 
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compensation. This stage drives the upper vertical 
plate in the cathode ray tube. 


1-22. HORIZONTAL AMPLIFIER AND SWEEP 
CIRCUIT. The oscilloscope sweep circuit consists 
of a line frequency voltage source, an adjustable 
phase shifting network and a push-pull amplifier 
phase inverter. The amplifier and sweep circuits 
drive the horizontal plates of the cathode ray tube. 


1-23. POWER SUPPLY. The power supply con- 
sists of an electronically regulated +225 volt sup- 
ply for operation of the majority of the circuits, 
an unregulated +330 volt supply for amplifiers 
V6 and V8 (horizontal and vertical oscilloscope 
amplifiers), an unregulated —730 volt supply for 
the cathode ray tube V7, and a special regulated 
heater supply for the oscillator tube heaters, 
which provides 6.2 volts d-c, regulated to =-0.5 
percent (figure 1-4). 
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Figure 1-3. Schematic Diagram of Frequency Comparator Set AN|USM-144 
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Figure 1-4. Schematic Diagram of Power Supply 
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SECTION Il 
SPECIAL SERVICE TOOLS 


2-1. GENERAL. No special tools or fixtures are 
required for operation or maintenance of the 
equipment. For the convenience of operators and 
technicians, three Allen wrenches are provided 
for alignment, adjustment of dial drive compo- 


nents, and tightening or loosening of control 
knobs. One each of sizes No. 4, No. 6, and No. 1 
Allen wrenches are supplied, located in special 
mounting clips on the inside of the left hand end 
plate. 
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SECTION Ill 
PREPARATION FOR USE, STORAGE, OR SHIPMENT 


3-1. UNPACKING 

3-2. Unpack the Frequency Comparator Set in 
accordance with good general practice. Use care in 
handling tools so as not to damage the equipment. 
After carefully removing the equipment from its 
packing case, make a thorough visual inspection 
to make certain no damage has been incurred in 
transit. 

3-3. PREPARATION FOR USE 

3-4. No preliminary adjustment or alignment is 
necessary. 

3-5. INPUT POWER REQUIREMENTS 

3-6. Operation of the AN/USM-144 Frequency 
Comparator Set requires a power source capable of 
supplying 115 volts at 50 to 420 cycles and 1.0 
ampere. Power required is 115 volts a-c (approx- 
imate). The equipment will operate satisfactorily 


with a line voltage variation of +10 percent. 
3-7. PREPARATION FOR STORAGE OR 
SHIPMENT 
3-8. Remove all jumper cables and the power cable, 
packing these items separately from the major 
unit. Secure the cable package to a side of the 
Frequency Comparator Set with tape. 
3-9. Store the equipment in an area free from ex- 
cessive humidity or extreme temperature changes. 
In locations where corrosion or mildew may de- 
velop, take precautionary measures before storing 
the equipment, and perform periodic inspections. 
3-10. Crate the equipment for shipment in accord- 
ance with current electronic equipment crating 
procedures. Provide all necessary safeguards to 
assure that the equipment will not be subjected 
to excessive strain or shock. 
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SECTION IV 
OPERATING INSTRUCTIONS 


4-1. GENERAL. Before making measurements, 
allow the equipment to warm up for at least 15 
minutes. There are no other preliminary adjust- 
ments or alignments necessary. 


4-2. Connect the equipment to be measured by 
means of a 52 ohm impedance coaxial cable, ter- 
minated at one end with a type BNC coaxial 
connector or a type N coaxial connector (depend- 


ing on what mixer is to be used), and terminated 
at the other end with a suitable connector for the 
output of the equipment to be measured. Keep 
the coaxial cable as short as possible while per- 
mitting convenient location of the equipment. 


4-3. OPERATION 


4-4. The operating controls and connections are 
listed in tables 4-1 and 4-2, and figures 4-1 and 4-2. 


TABLE 4-1. FRONT PANEL OPERATING CONTROLS AND CONNECTORS 


Power Switch 


Low frequency cutoff switch (S1) 
(Located at extreme CCW position of R18) 


Video Gain Control (R3) 

Video High Frequency control (R4) 
Video Low Frequency Control (R18) 
60 Cycle Phase Control (R43) 
Horizontal Gain Control (R42) 
Focus (R36) 

Intensity (R38) 

Frequency, Megacycles (C27) 


Coarse Vernier 


Fine Vernier 


High Frequency Mixer Signal Input (J1) 
High Frequency Mixer Oscillator Input (J2) 


External Mixer (J3) 


Low Frequency Mixer Signal Input (J4) 
Low Frequency Mixer Oscillator Input (J5) 


Harmonic Generator Harmonic Output (J6) 
Harmonic Generator Oscillator Input (J7) 


Frequency Meter (J8) 


Oscillator Output (J9) 
Video Output (J138) 


Cable Assembly, RF, CG-546/U (0’8”) 


Cord Assembly, CG-409E/U (4’7”) 


Power Cable Assembly, CX-7077/U (79) 


CONTROL/CONNECTOR NAME | FUNCTION 


Turns equipment on and off 


Switches low frequency cutoff from 100 cycles 
to 10ke 


Controls amplitude of video signal 

Adjusts high frequency cutoff of video amplifier 
Adjusts low frequency cutoff of video amplifier 
Controls phasing of 60 cycle sweep 

Controls gain of horizontal signal on oscilloscope 
Adjusts focus of cathode ray tube beam 

Adjusts intensity of trace on oscilloscope 
Adjusts frequency of variable frequency oscillator 


Mechanically adjusts variable frequency oscillator 
at a ratio of 8:1 with main frequency dial 


Adjusts frequency of variable frequency oscillator 
+125 parts per million 


Connects oscillator output to either of the three 
oscillator input jacks 


Connects frequency meter jack to counter to per- 
mit monitoring of oscillator frequency 


Connects equipment to power source receptacle 


4-1 
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Figure 4-1. Front Panel Controls and Connectors 


TABLE 4-2. INSIDE CONTROLS 


| CONTROL NAME 


Horizontal position (R32) 
Vertical position (R34) 
225 volt d-c Adjust (R65) 


4-5. GENERAL FREQUENCY MEASURE- 
MENTS. The following paragraphs contain step- 
by-step operating instructions for measuring fre- 
quency with the Frequency Comparator Set AN/ 
USM-144. These instructions are general and apply 
to all frequency measurements. Refer to succeed- 
ing paragraphs for specific instructions concerning 
each type of signal. 


| CAUTION 


Limit the peak power input to approxi- 
mately 100 milliwatts to prevent damage 
to the crystal diodes. If the signal to be 
measured is of a higher level, insert an 
attenuator suitable for the frequency in 
the system ahead of the signal INPUT 
jack. 


4-2 


FUNCTION | 


Adjusts positioning of horizontal trace 
Adjusts positioning of vertical trace 


Adjusts level of 225 volt d-c regulated supply 


The mixer sensitivity curves (figure 4-3) 
indicate the minimum power required to 
make measurements at various fre- 
quencies. 


a. Turn the power ON, and allow a few minutes 
time for warm-up. 

b. Determine the fundamental frequency re- 
quired. 

(1) To determine fundamental frequency 
when input frequency is known approximately, 
divide the input frequency by a convenient in- 
tegral number which provides a fundamental 
frequency within the range of the Frequency 
Comparator. 

(2) To determine the fundamental frequency 
when the input frequency is unknown, locate two 
ADJACENT fundamental frequencies which pro- 
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Figure 4-2. Inside Controls 


vide a beat-frequency indication on the oscillo- 
scope. From the two fundamental frequencies 
thus determined, the harmonic that creates the 
beats and the exact frequency of the unknown can 
be determined. 

(8) The equations for calculating the un- 
known frequency and the harmonics are as fol- 
lows: 


Frequency of Input Signals = 


Harmonic Number of 
Higher Fundamental Frequency = 


Harmonic Number of 
Lower Fundamental Frequency = 


Of Pr Oy 


Where P = Product of two adjacent fundamental 
frequencies; L = Lower fundamental frequency ; 
H = Higher fundamental frequency; and D = 
Difference between same two fundamental fre- 
quencies. 

(4) To obtain accurate answers with these 
equations, the fundamental frequencies must be 
read to 0.01 percent or better. The division or 
multiplication can then be carried out on a slide 
rule, if this degree of accuracy is acceptable. To 


Section IV 
Paragraph 4-5 


INPUT POWER -DBM 


INPUT FREQUENCY --- MC 


Figure 4-3. Typical Mixer Input Sensitivity 


check the accuracy of a calculated answer, select 
the next higher or lower adjacent fundamental 
frequency that results in a beat frequency, and 
recalculate with one of the previously taken funda- 
mental frequencies. 

c. Set the COARSE VERNIER dial as close as 
possible to the fundamental frequency as deter- 
mined by the above equations, so that a zero beat 
indication appears on the oscilloscope. 

d. Adjust the FINE VERNIER dial for exact 
zero beat. 

e. The FREQUENCY dial now indicates the 
fundamental frequency producing a harmonic 
which zero beats with the unknown input signal. 

f. If the input signal frequency is known ap- 
proximately, merely multiply the dial reading by 
the appropriate harmonic, as selected in paragraph 
4-5.b.(1). The answer is the exact frequency of 
the input signal. 

g. If the input signal frequency is completely 
unknown, adjust the COARSE AND FINE VER- 
NIER dials for another zero beat at the next 
adjacent fundamental frequency. 

h. With the two fundamental frequencies now 
determined, utilize the equations above to deter- 
mine the frequency of the input signal. 

i. Figures 4-4 and 4-5 are nomographs with 
which an input frequency between 400 and 5000 
me can be determined from two adjacent funda- 
mental frequencies which result in zero beat in- 
dication. In the nomograph, f is the unknown fre- 
quency, f, is the higher of two adjacent frequen- 
cies whose harmonics produce zero beat indica- 
tions, and f, is the lower such frequency. To use 
the nomograph, locate two adjacent fundamental 
frequencies which zero beat with the unknown 
input signal. Find the higher of these two fre- 
quencies in the left hand column, the lower fre- - 
quency in the center column. Place a straightedge 
across these two points. The point where the 
straightedge intersects the right column is the 
number of the harmonic which beats with fx when 
the Frequency Comparator is tuned to f;. Multiply 
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AN/USM-!44 


SIGNAL INPUT 


SIGNAL 
INPUT 


. Connect equipment as shown 

. Adjust signal to less than 100mw with attenuator 

. Set FREQUENCY control to approximate fundamental fre- 
quency 

. Adjust COARSE VERNIER for a pattern on the oscilloscope 


Whom 


ty 


SUITABLE 
ATTENUATOR 
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ELECTRONIC 
COUNTER 


5. Adjust FINE VERNIER to obtain a stable pattern 

6. Read fundamental frequency on electronic counter 

7. Multiply fundamental frequency by harmonic number. Result 
is frequency being measured 

8. Refer to paragraph 4-6 for further specific information 


Figure 4-6. Measurement Of CW And FM Frequencies 


f, by the harmonic number to obtain the frequency 
of the input signal (fx). 


4-6. MEASURING SPECIFIC TYPES 
OF SIGNALS 


4-7. In all the following operation procedures, an 
electronic counter is used to measure the funda- 
mental frequency of the Frequency Comparator. 
This frequency can be read from the tuning dial 
on the Comparator to an accuracy of +0.5 percent 
or better, and can be used in the equations given 
above to find unknown frequencies below approxi- 
mately 2000mc. Above 2000mce, use the electronic 
counter to read the fundamental frequency to 
obtain sufficient accuracy for the equations. How- 
ever, unknown frequencies above 2000mc can be 
measured to 0.5 percent accuracy by reading the 
fundamental frequency directly from the tuning 
dial, if the number of the harmonic which produces 
the beat frequency has been determined. 


4-8. MEASUREMENT OF CW SIGNALS. To 
measure the frequency of continuous wave signals, 
refer to figure 4-6. 
4-9. The GATE and DISPLAY TIME controls on 
the electronic counter can be set in two ways: 

a. Use a short gate time (0.01 second) and 
minimum display time. This allows continuous in- 
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dication while adjusting the fundamental fre- 
quency of the Frequency Comparator. 

b. Use a medium gate time (0.1 second) and an 
infinite display time. Press and release the RESET 
button at the instant of optimum Frequency 
Comparator tuning and read the fundamental 
frequency on the counter. This allows the reading 
to be made at a precise moment, and the frequency 
will be displayed until a new reading is to be made. 


4-10. After setting the GATE and DISPLAY 
TIME controls, proceed as follows: 

a. If the frequency of the signal to be measured 
is known approximately, select a sub-harmonic of 
this frequency which lies between 100mc and 
220mc. For example, if the unknown signal lies 
between 1.0kme and 1.2kmc, the tenth harmonic 
of a fundamental frequency between 100mc and 
120mce will produce a zero beat. In the same man- 
ner, use the sixth harmonic of a frequency be- 
tween 162mc and 200mc. 

b. Using the COARSE VERNIER tuning con- 
trol, tune the Frequency Comparator to the funda- 
mental frequency (determined in step a.) and 
adjust the control very carefully until a response 
is seen on the oscilloscope screen. Any response 
seen indicates that some harmonic of the Fre- 
quency Comparator fundamental frequency is suf- 
ficiently close to the frequency of the unknown 
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Figure 4-7. Typical Sequence Patterns 


signal (or harmonic of it) to permit their differ- 
ence frequency to fall within the bandwidth of the 
oscilloscope amplifier. Tune as close to zero beat 
as is possible with the COARSE VERNIER con- 
trol. 

c. Using the FINE VERNIER control, reduce 
the difference frequency response on the oscillo- 
scope to as close to zero beat as the stability of the 
measured signal will allow (refer to step f.). Ab- 
solute zero beat will be obtained when the oscillo- 
scope trace collapses into the horizontal line. 
Various looped patterns will be obtained as the 
Frequency Comparator is tuned away from the 
measured frequency. Patterns such as those illus- 
trated in figure 4-7 are sufficiently close to zero 
beat for most measurements, and are more practi- 
cal to use than the absolute zero beat. 

d. Read the number displayed on the electronic 
counter and multiply this number by the number 
of the harmonic which beats with the input signal 
being measured. 

e. If a very stable CW signal is being measured, 
adjust the frequency of the Frequency Compara- 
tor until a beat frequency presentation similar to 
that shown in figure 4-7a is obtained, where a 
low but significant difference frequency is dis- 
played. As the tuning continues, the oscilloscope 
pattern changes as shown in figure 4-7b, and then 
collapses to a straight horizontal line as shown in 
figure 4-7c, when the true zero beat is obtained. 

f. In practice, few signals are sufficiently stable 
that the simple zero beat shown in figure 4-7c can 
be obtained. Rather, the signal usually measured 
has enough instability (residual frequency modu- 
lation) that beat frequency patterns like those 
shown in figure 4-8a are obtained. If the fre- 
quency of the unknown signal varies (has some 


Figure 4-8. Typical Oscilloscope Patterns 


residual frequency modulation), the difference 
frequency viewed on the oscilloscope will also vary, 
and the exact zero beat will be in the center of a 
band of difference frequencies all shown simul- 
taneously on the oscilloscope screen. Such a pat- 
tern is shown in various degrees in figure 4-8. 

g. Figures 4-8a and 4-8b show two typical beat 
frequency responses of signals containing very 
minor amounts of residual frequency deviation. 
Figure 4-8c shows a larger amount of frequency 
deviation. When such responses are obtained 
while tuning the Frequency Comparator, it will 
be noticed that first, a low beat frequency is ap- 
proached; then, the exact zero beat point begins 
to appear somewhere on the screen. It moves 
about on the screen and then disappears. If the 
frequency modulation occurs at the 60 or 120 cycle 
rate, the PHASE control can be adjusted so that 
the zero beat first appears on one side and then 
disappears on the other side. The center fre- 
quency will then be measured by setting the zero 
beat point to the center of the pattern. 

h. The exact zero beat point is where the lines 
in the patterns become expanded horizontally and 
then reverse their slope before reaching full ampli- 
tude. Note that the zero beat appears twice. This 
is because the line frequency applied to the oscillo- 
scope sweeps it in both directions, crossing the 
zero beat twice per cycle, once in one direction and 
once in the other. Either zero beat can be used. 

i. If the residual frequency modulation is ac- 
companied by amplitude modulation, the ampli- 
tude of the overall pattern on the oscilloscope will 
be altered without affecting readability or resolu- 
tion. Amplitude modulation is indicated by a dif- 
ference in amplitude of the pattern at the forward 
and backward traces on the oscilloscope. If the 
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Figure 4-9. Typical Oscilloscope Patterns 


amplitude modulation occurs at the 60 cycle power 
line frequency, the phase control can be adjusted 
to superimpose the two traces and produce the 
familiar trapezoid associated with amplitude 
modulation. 


4-11. MEASUREMENT OF FREQUENCYMODU- 
LATED RF SIGNALS. Frequency modulated RF 
signals are measured in exactly the same way as 
CW signals, and the procedure in paragraph 4-10 
is used for both types of signals. Step e. of para- 
graph 4-10 describes in detail the effect that 
residual frequency modulation has upon the beat 
frequency presentation of a CW signal. The pres- 
entation obtained when measuring a frequency 
modulated carrier is the same, but the deviation is 
usually much greater and the zero beat point is 
much smaller, in relation to the entire frequency 
swing. Compare figure 4-8 with figure 4-9a. 
4-12. To measure the center frequency and the 
limits of deviation of a frequency modulated car- 
rier, proceed as follows: 

a. Follow all instructions given in paragraph 
4-10 for measuring the frequency of CW signals, 
giving special attention to step e. 

b. Since the beat frequency will be varying at 
the rate of the frequency modulation, it is not 
possible to reduce the beat frequency to a simple 
zero. Instead, the carrier frequency sweeps 
through a zero beat with the Frequency Compara- 
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Figure. 4-10. Typical Oscilloscope Patterns 


tor twice during each cycle of modulation, first 
in one direction,.then in the other. Consequently, 
two zero beat points will be obtained simultane- 
ously on the oscilloscope sweep. With the PHASE 
control, superimpose the two zero beats or sepa- 
rate them so that they do not interfere. Figures 
4-7a and 4-7d show the beat superimposed while 
the Frequency Comparator is tuned to the ap- 
proximate center frequency of the carrier. Fig- 
ures 4-9b and 4-9c show the same pattern as it 
would appear first with the Frequency Comparator 
tuned to one limit of frequency deviation, then to 
the opposite limit of deviation. 


4-13. MEASUREMENT OF PULSED RF SIG- 
NALS. The carrier frequency of pulsed RF sig- 
nals is measured by observing the actual carrier 
beat which occurs during one pulse of RF energy. 
In order to observe a single pulse of RF energy, 
the synchroscope sweep must be synchronized by 
the pulse. The oscillator is adjusted to display 
one pulse of RF energy over a large portion of 
the screen. The pattern within the pulse envelope 
will then indicate when the beat frequency is tuned 
toward zero. Figure 4-10a shows a typical pattern 
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SIGNAL TO BE MEASURED 


. Connect equipment as shown 
. Set VIDEO RESPONSE and GAIN to maximum (clockwise) 
Adjust FREQUENCY control to approximate fundamental fre- 


Whom 


quency 
. Adjust COARSE VERNIER for a pattern on oscilloscope 


wW 


5. Adjust FINE VERNIER for best pattern 

6. Read fundamental frequency on counter 

7. Multiply fundamental frequency by harmonic number. Result 
is frequency being measured 

8. Refer to paragraph 4-9 for further specific information 


Figure 4-11. Frequency Measurement Test Setup 


obtained when the pulsed carrier is close to zero 
beat, and figure 4-10d shows a typical pattern at 
zero beat. The lines within the pulse will be ex- 
actly parallel only at zero beat. 


4-14. Carriers pulsed at intervals as short as one 
microsecond are easily indicated by the method 
described in paragraph 4-13. For pulses shorter 
than one microsecond, take the heterodyne signal 
from the MIXER OUTPUT jack on the Frequency 
Comparator, amplify it with an external broad- 
band amplifier having the necessary gain and 
bandwidth to accommodate the pulse to be meas- 
ured, and observe the output on an external syn- 
chroscope. 


4-15. To measure the frequency of a pulsed RF 
carrier, refer to figure 4-11 and proceed as follows: 


a. Connect the frequency to be measured to the 
proper SIGNAL INPUT jack on the Frequency 
Comparator. 

b. Connect the VIDEO OUTPUT jack on the 
Frequency Comparator to the vertical amplifier 
of the synchroscope. Synchronize the synchro- 


scope with the source of pulsed RF energy. 

ce. Set all VIDEO RESPONSE, GAIN AND IN. 
PUT ATTENUATION controls to positions for 
maximum gain and minimum attenuation, and set 
the FINE VERNIER control to the center of its 
range. 

d. Adjust the frequency of the Frequency Com- 
parator as described in steps a. through d. of 
paragraph 4-10 for CW signals. Since f, consists 
of RF pulses, the mixer output will appear as the 
difference frequency signal, with a duration equal 
to the length of the pulse. 

e. Adjust the Frequency Comparator to reduce 
the difference frequency until it is within the 
bandwidth of the video amplifier (approximately 
two megacycles). When the oscillator is tuned for 
a zero beat with a pulsed RF carrier applied to 
the system, a scope presentation much like that 
shown in figure 4-10 will be seen. Note that about 
five cycles of the difference frequency are seen 
within the pulse envelope. This would correspond 
to a 5me difference frequency for a pulse of one 
microsecond duration. 
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Note 
Use only enough input RF power to ob- 
tain an easily discernible zero beat on the 
oscilloscope. Excess input power may 
cause the detected video pulse to obliter- 
ate the desired beat frequency indication. 


f. Adjust the Frequency Comparator toward 
zero beat. Referring to figure 4-10a, b, c, and d., 
notice that as zero beat is approached, the number 
of difference frequency cycles within the pulse 
envelope decreases. When the beat frequency is 
much less than one cycle (approaching actual 
zero beat), the pattern shown in figure 4-10d. will 
appear. Each of the horizontal lines shown is now 
a portion of a sine wave, and actual beat frequency 
has been obtained when the pattern appears as 
a family of traces all having exactly the same 
shape (figure 4-10d.). In figure 4-10d., the beat 
frequency would be about one-hundredth of a cycle 
per pulse width. 


4-16. ALTERNATE PRESENTATION OF RF 
SIGNAL AS A SAWTOOTH. The technique of 
presentation described in paragraph 4-15 will 
prove successful for pulse repetition rates from 
50 cycles to five kilocycles. Above five kilocycles, 
excessive crowding of the displayed pulse is evi- 
denced and may produce a slight loss in accuracy. 
Therefore, a technique of presentation must be 
used which does not require the resolution of an 
individual trace. Such a presentation is illustrated 
in figure 4-10a, b, and c. 


4-17. The presentation shown in figure 4-12 was 
obtained by inserting an R-C differentiating net- 
work ahead of the VERTICAL INPUT terminal 
on the oscilloscope (See figure 4-11). The time 
constant of the R-C network should be of the order 
of one-tenth of the pulse width. Zero beat will now 
be indicated by the first exponential envelope de- 
caying to a sharp point. Figures 4-12a and 4-12c¢ 
illustrate the response with time constants of 
one and one-hundredth of the pulse width. Figure 
4-10b shows the response with the correct time 
constant of one-tenth the pulse width. 


4-18. MEASUREMENT PRECAUTIONS. The fol- 
lowing precautions should be observed whenever 
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Figure 4-12. Typicai Sequence of Patterns 


any measurements are made with the AN/USM- 
144 Frequency Comparator Set. 

a. Provide an input signal level at least as great 
as that indicated in the graph of figure 4-1. 


CAUTION | 


Do not exceed 100mw peak power. 


b. If the output power of the signal source is 
greater than 100mw peak, insert an attenuator 
between the source and the Frequency Comparator 
which will reduce the input to the required power 
level at the frequency to be measured. 

c. If desired, an adjustable coupling loop or a 
probe can be used to provide the necessary at- 
tenuation. 
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SECTION V 
PERIODIC INSPECTION, MAINTENANCE, AND LUBRICATION 


5-1. GENERAL 


5-2. This section contains maintenance and in- 
spection procedures for Frequency Comparator 
Set AN//USM-144. 


5-3. LUBRICATION 


5-4, No lubrication of Frequency Comparator Set 
AN/USM-144 is required. 


5-5. PREVENTIVE MAINTENANCE 


5-6. Preventive maintenance is vital to the proper 
operation and use of this equipment. It consists 
principally of making repairs and correcting er- 
rors found during routine inspection. Conduct 
these inspections at least once each month 
throughout the life of the equipment. 


5-7. To accomplish even the simplest inspection, 
it will be necessary to remove the chassis from the 
cabinet. To accomplish this, proceed as follows: 

a. Rest the Frequency Comparator Set on its 
back. 

b. Loosen the two large slotted set screws which 
are located on the bottom near the front panel. 

c. Withdraw these screws about one quarter 
inch. 

d. Lift off the front panel and the chassis, leav- 
ing the back plate attached to the chassis. 


e. Remove the four slotted screws located on the 
rear of the back plate and remove the plate. 

5-8. The various circuits of the Frequency Com- 
parator Set AN/USM-144 are not adversely af- 
fected by normal variations in tube character- 
istics. Any tube may be replaced by a new one 
without the need of special selection. The loca- 
tions of the tubes are shown in figure 5-1. See 
Table 7-1 for the calibration required after tube 
replacement. 

5-9. INSPECTION 

5-10. Perform the following inspections at least 
once each month: 

a. Inspect the interconnecting cables, compo- 
nents, and circuit wiring for loose connections. 

b. Check the resistors and capacitors for signs 
of overheating. 

c. Inspect the front panel and case for chipped 
paint, dents, or damage of any kind. 

d. Examine all recesses for dust, dirt, mildew, 
or corrosion. 

e. Check all parts, connections, and joints for 
presence of corrosion, mildew, fungus, and other 
foreign matter. 

f. Clean all dust, dirt, and lint from electronic 
parts with a soft brush or cloth. This process may 
reveal otherwise hidden minor defect or damage. 
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6. Resistances measured to ground with 20,000 ohms per volt 
multimeter. Polarity must be observed; + leads to B+ cir- 
cuits, — leads to ground. Circuit capacity must be charged to 
obtain high R readings. Resistance in ohms: K—=1038 ana 
M=106 


7. Voltage is above line: resistance is below line 


Figure 5-1. Tube Socket Voltages and Resistances 
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SECTION VI 
TROUBLESHOOTING 


6-1. GENERAL 


6-2. This section contains the service and adjust- 
ment instructions for Frequency Comparator Set 
AN/USM-144. Troubleshooting procedure will be 
greatly simplified, and the number of hours the set 
is out of operation will be reduced, if these in- 
structions are carefully observed. 


6-3. If the instrument is completely inoperative, 
first check the fuse; then check the line cord and 
the tubes. Refer to Table 7-1 for adjustments 
which may be required after changing tubes. 


6-4. Follow these steps in the event that the items 
referenced in the preceding paragraph proved to 
be in working order: 

a. Note the symptom. 

b. Localize the fault to a single stage. 

c. Localize the faulty component within that 
stage. 

d. Make the proper repair. 


6-5. Trouble in the Frequency Comparator Set 


AN/USM-144 will be indicated by the following 
major symptoms: 

a. Total loss of operation. 

b. Loss of sensitivity. 

c. Instability. 

d. Noise. 
6-6. To check the operation of the oscillator, con- 
nect a 50 ohm resistive load to the OSCILLATOR 
OUTPUT jack. Measure the RF output voltage. 
The voltage must be 1.5 volts at 100mc to 2.0 volts 
at 200mc. The frequency must remain within 0.5 
percent of the tuning dial calibration. 


6-7. To check the video amplifier, connect a 20 
cycle to two megacycle, 0.005 volt signal to the 
MIXER OUTPUT jack. The voltage measured at 
this jack shall be at least 0.5 volts over the full 
frequency range and shall provide at least one 
inch deflection on the oscilloscope. 


6-8. The following table will aid in establishing 


an orderly, systematic method of troubleshooting. 
Check the items in the order shown in the table. 


TABLE 6-1. TROUBLESHOOTING 


| TROUBLE | 


| LOSS OF OPERATION | 


Pilot lamp does not light. No 
input power. 


PROBABLE CAUSE 


Input fuse blown. 


Tube V10 defective. 
Power cord defective. 
Switch S2 defective. 


| REMEDY 


Locate source of overvoltage; 
then change fuse. 

Replace Tube V10. 

Repair or replace cord. 

Repair or replace switch. 


Oscillator tube filaments (V1, 
V2) do not light. 


No +330 volt d-c, +225 volt d-c, 
or —730 volt d-c from power 


supply. 


No +225 volt d-c; all other high 
voltages correct. 


No +830 volt d-c; all other high 
voltages correct. 
No —780 volt d-c; all other high 
voltages correct. 


C46 or C47 open. 


Tubes V1 or V2 defective. 
Defective component in 6.2 volt 
d-c power supply circuit. 


V10 defective. 
T1 high voltage secondary de- 
fective. 


V1l1, V12, or V9 defective. 
Defective component in circuits 
associated with V11, V12, or V9. 
+225 volt d-c ADUST control 
improperly adjusted. 


R56 or C36A defective. 
CR10 or CR11 defective. 


C41, R69, or R67 open. 
C39, C40, or C42 shorted. 


Replace C46 or C47. 


Replace V1 or V2. 
Locate and replace faulty com- 
ponent. 


Replace V10. 
Replace T1. 


Replace defective tube. 
Replace defective component. 


Readjust R65 for +225: volts d-c 
at 115 volts a-c input. 


Locate and replace defective 
component. 

Replace defective rectifier. 
Replace defective component. 
Replace defective component. 
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TROUBLE | PROBABLE CAUSE | REMEDY 


LOSS OF SENSITIVITY | | 


Low oscillator output. Tubes V1 or V2 weak. Replace V1 or V2 and recalibrate 
main tuning dial. 

See paragraph 7-14. 

Oscillator trimmer capacitors | Retune C3 and C28. See para- 
not properly tuned. graph 7-14. 


Defective component in oscilla- | Replace faulty component. 
tor circuit. 

Crystal failing to produce strong | Replace weak crystal 1N21B. 
harmonics over required range. ; See paragraph 7-17. 


Low amplifier gain. See paragraph 6-7. Replace tubes V3, V4, V5. 
Weak tubes: V3; V4, or V5. 


Instability. Shifting oscillator frequency | Check power supply voltages 
generally caused by unstable! applied to V1 and V2 oscillator 
supply voltages. stage as described in this table. 

See LOSS OF OPERATION. 


Weak crystal diode mixer. 


Oscillator tubes V1 or V2 un-; Replace tubes. 


stable. 

Noise. Crystal diode mixer noisy. Replace diode. 
Microphonic electron tube defec-| Replace defective tube. 
tive. 


Loose or poorly soldered con-} Tighten or resolder as required 


nection. 
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SECTION VII 
CALIBRATION 


7-1. GENERAL 

7-2. Calibration of the AN/USM-144 is a critical 
procedure and must be attempted only by experi- 
enced personnel. 

7-8. CALIBRATION AFTER TUBE REPLACE- 
MENT 


7-4. Normal variations in tube characteristics will 
not seriously affect the Frequency: Comparator 
Set, although certain minor calibrations may be 
required after changing electron tubes. The fol- 
lowing chart indicates the necessary calibration 
required after tube replacement: 


TABLE 7-1. CALIBRATION AFTER TUBE REPLACEMENT 


REF. NO. 
v1 6C4 


TUBE NO. 


v2 6C4 


1% RF oscillator 


% RF oscillator 


ADJUSTMENT 


See paragraph 7-13. 


Adjust frequency dial. 
See paragraph 7-13. 


First video __First video amp. __ None 


Second and third 
video amplifier 


ieee, Adjust frequency dial. 
~ Second and third | 


None 


V3 6C4 Triode 
v4 6U8A Triode-Pentode 


V7 2BP1 


v8 5751 Twin triode 


v9 5651 Gas regulator 


V10 5R4WGA Rectifier 


per | 6080WA Dual triode 


v12 6AU6BWA Pentode 


7-5. ADJUSTMENT OF THE POWER SUPPLY 


7-6. Five separate voltages are available from the 
power supply, all of which are referenced to chas- 
sis ground. These voltages are a+330 volt d-c, 
a —730 volt d-c, and a 6.38 volt a-c, none of these 
being regulated or adjustable. In addition, there 
are a regulated +6.2 volt supply, and a regulated 
+225 volt d-c supply, adjustable by potentiometer 
R65. 


7-7. Adjust the +225 volt d-c by means of the 
screwdriver control located on the rear of the 
chassis. Proceed as follows: 


Horizontal amplifier, 


Reference tube 


Series voltage 
regulator 


Voltage control 


V5 _12ATTWA | Twin triode triode Video output amp. None 
V6 ~6AUGWA “Pantede. = || Vertical amplifier None 


Oscilloscope 


Adjust vertical and 
horizontal positioning. 
See paragraph 7-11. 


None 


Adjust +225 volt d-c. 
See paragraph 7-8. 


Full wave rectifier None 


Adjust +225 volt d-c. 
See paragraph 7-8. 


Adjust +225 volt d-c. 
See paragraph 7-8. 


a. Connect a d-c voltmeter, accurate within 
plus or minus two percent, between ground and 
the junction point between R59 and R60, which 
are located on the center terminal board. At an 
input voltage of 115 volts a-c, a reading of +225 
volts d-c must be obtained. 

b. If the reading is not correct, adjust poten- 
tiometer R65 to correct it. 

c. If the voltage is too low and adjustment of 
R65 will not correct this condition, replace V10 
and V11 and check the load current at pins 3 and 6 
of V11. If the voltage is too high, replace V12. If 
the voltage is erratic, replace V9. 
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d. To check the operation of the regulated sup- 
ply, connect the Frequency Comparator Set to a 
variable transformer. Vary the input voltage 
slowly from 103 to 127 volts a-c. If the +225 
volt d-c supply varies more than plus or minus 
two percent (4.5 volts), one or more tubes will 
require replacement. It the +225 volt d-c supply 
rises at an input of 103 volts a-c, V12 is probably 
weak. If the +225 volt d-c supply drops, replace 
V9 or V11. If regulation is poor at an input voltage 
of 127 volts a-c, V11 or V12 is probably at fault. 


7-8. The +330 volt d-c and the —730 volt d-c out- 
puts vary with line voltage fluctuation, but must 
show a nominal reading of +330 and —730 at an 
input of 115 volts a-c. If the +330 volt d-c supply 
is too low, replace V10, C43a, or C43b; then check 
the total load current to obtain a reading of 106ma 
(3.5ma to the +330 volt line and 102ma to the 
regulator). 


7-9. If the -—730 volt d-c supply is too low, check 
the selenium rectifiers CR10 and CR11. Using an 
ohmeter with a high open circuit voltage, discon- 
nect one end of each rectifier and check the for- 
ward and back resistances of these units. An oh- 
meter with a 30 volt internal battery will show a 
reading of less than 200,000 ohms for forward 
resistance and approximately three megohms for 
back resistance in a good unit. An ohmeter with a 
100 volt internal battery will provide even better 
indications, approaching the true forward and 
back resistances of the rectifiers. 


7-10. ADJUSTMENT OF OSCILLOSCOPE VER- 
TICAL AND HORIZONTAL POSITIONING 


7-11. Vertical and horizontal positioning of the 
oscilloscope trace are accomplished by adjusting 
R32 (horizontal) and R34 (vertical) which are lo- 
cated at the rear of the chassis (figure 4-2). 


7-12. CALIBRATING THE MAIN TUNING 
DIAL 


7-13. After replacement of the variable frequency 
oscillator tubes V1 and V2, recalibrate the main 
tuning dial as necessary to bring it back into cali- 
bration. The oscillator may also need a slight 
adjustment of C3 and C28 to restore capacitive 
balance to the circuit. To calibrate the main tuning 
dial and balance the oscillator circuit, proceed as 
follows: 


a. Measure the voltage at the MIXER OUT- 
PUT jack. This voltage shall be approximately 
1.75 volts d-c at 100mce, increasing to 2.2 volts d-c 
at 200mce. If this voltage is too low, adjust trim- 
mer capacitors C3 and €28 to peak the voltage. 
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Be sure front panel jumper cables are in place 
during this measurement. 


b. Measure the frequency of the Frequency 
Comparator Set with an electronic counter by 
connecting the FREQ. METER jack to the count- 
er. The total frequency range of the Frequency 
Comparator Set shall be 100 to 220mc. 


c. Set the main tuning dial to 200 and read the 
counter. Adjust C3 and C28 as needed to bring the 
frequency to 200mc. Be sure to maintain the bal- 
ance of the two capacitors so that the d-c volt- 
meter is peaked at any particular frequency. 


d. Repeat steps a. through c. for optimum over- 
all accuracy. 


7-14. CRYSTAL DIODE MIXER 


7-15. There are no tuning adjustments necessary 
in the crystal diode mixer stages. Decreased 
measurement sensitivity may be caused by a 
1N21B crystal failing to produce strong harmon- 
ics over the desired frequency range. When such a 
condition is noted, replace the 1N21B crystal. To 
check the sensitivity of a mixer stage, proceed as 
follows: 


a. Set all video response controls fully clock- 
wise. 


b. Connect the OSCILLATOR OUTPUT jack to 
the OSCILLATOR INPUT jack of the mixer in 
question. 


c. Connect a reference voltmeter to the VIDEO 
OUTPUT jack and measure noise. 


d. Connect the signal generator to the SIGNAL 
INPUT jack of the mixer in question, and adjust 
the output of the signal generator until the read- 
ing on the reference voltmeter is twice the value 
noted in step c. 


e. This figure represents the sensitivity of the 
mixer in question at that particular frequency. 
Typical mixer sensitivity is shown in the curves 
of Figure 4-1. Note that these are idealized curves 
and the actual sensitivity may vary from the 
curves by as much as 10db. 


f. Repeat the above procedure for several fre- 
quencies to determine the response over the entire 
band. 


7-16. REPLACING CRYSTAL DIODES 


7-17. In general, change crystal diodes only when 
they will not perform their specific function. The 
crystals supplied with the Frequency Comparator 
Set are selected for good wideband performance 
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with an absence of holes. If a crystal is replaced to 
achieve higher gain at a given frequency, retain 
the replaced crystal for general use. 

7-18. Two crystals (a 1N21B and a 1N21CR) are 
used in the high frequency mixer. To correct for 
noise or low output, change the 1N21CR. To cor- 
rect for holes, change the 1N21B. 


| CAUTION 


When changing crystals, do not touch the 
crystal body or terminals with the fin- 
gers. Remove the two screws holding the 
polystyrene block to the housing; then 
remove the screw holding the clip over 
the crystal body. Pull the crystal from 


Section Vil 
Paragraphs 7-18 to 7-20 


its mounting clip with padded, long nose 
pliers, being careful not to crack the 
body. 


7-19. TEST EQUIPMENT 


7-20. The following meters and instruments (or 
their equivalents) are needed for the calibration 
of the AN/USM-144 Frequency Comparator Set: 

a. Hewlett-Packard 650A Signal Generator; 
10cps to 10mce — To check the video amplifier. 

b. Hewlett-Packard 410B Voltmeter; Ocps to 
400mc — To check the oscillator output. 

c. Hewlett-Packard 524B Counter; 10cps to 
220mc — To check the oscillator frequency. 

d. Tektronix 310 Oscilloscope — To check the 
video amplifier. 

e. Measurements Model 80 Signal Generator; 
2cps to 400mc — To check mixer operation. 
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SECTION VIII 
ILLUSTRATED PARTS BREAKDOWN 


8-1. GENERAL 

a. The Illustrated Parts Breakdown lists and 
describes all of the procurable assemblies, sub- 
assemblies, and component parts of the AN/USM- 
144 Frequency Comparator Set as manufactured 
by Centronix, Inc. of Philadelphia, Pennsylvania. 
It is divided into four principal sections as shown 
in the Table of Contents. 

b. This breakdown is intended only for use in 
identifying, stocking, and requisitioning parts, 
and is not to be considered authority for assembly 
or disassembly sequence. For operation, service, 
maintenance, or overhaul instructions, see pre- 
ceding sections of this Handbook. 


8-2. GROUP ASSEMBLY PARTS LIST. The 
Group Assembly Parts List (Section IX) divides 
the Frequency Comparator Set into its basic sub- 
assemblies and lists under each of these the sub- 
ordinate parts of the assembly and any attaching 
parts. The parts are index numbered to match the 
numbers in the various views of the equipment. 


8-8. FIGURE AND INDEX NUMBER COLUMN. 
This column lists the figure and index number of 
each part illustrated in the corresponding view. 
Each part is identified by a combined figure and 
index number with the exception of subassemblies 
which are not illustrated separately. In these 
cases, the subassembly is listed but is not indexed. 
The component parts of the subassembly are both 
listed and indexed. 


8-4. PART NUMBER COLUMN. This column 
lists the contractor’s part numbers, except where 
government standards or manufacturers’ part 
numbers are used. The source of manufacturers’ 
code symbols is the Federal Supply Code for Manu- 
facturers, Cataloging Handbook H 4-1. 
CODE VENDOR’S NAME AND ADDRESS 
00328 Sterling Precision Corp., 
Port Washington, N. Y. 
01121 Allen-Bradley Co., — 
Milwaukee, Wisconsin 
02660 Amphenol Electronics Corp., 
Chicago, Illinois 
04183 U.S. Engineering Co., 
Long Island City, N. Y. 
06540 Amatom Electronics Hardware Co., Inc., 
New Rochelle, N. Y. 
09922 Burndy Corp., New York, N. Y. 
11706 Chatham Mfg. Co., Inc., Elkin, N. C. 
14655 Cornell Dubilier Electric Corp., 
South Plainfield, N. J. 


14674 Corning Glass Works, Corning, N. Y. 
24454 General Electric Co., Electronics 
Components Div., Syracuse, N. Y. 
24455 General Electric Co., Lamp Div., 
Nela Park, Ohio 
44655 Ohmite Mfg. Co., Chicago, Illinois 
46384 Penn Engineering & Mfg. Corp., 
Doylestown, Penna. 
49671 Radio Corp. of America, New York, N.Y. 
54753 FF. W. Sickles Co., Chicopee, Mass. 
61755 Union Switch and Signal Co., 
Pittsburgh, Penna. 
70331 Alpha Wire Corp., New York, N. Y. 
70485 Atlantic India Rubber Works, Inc., 
Chicago, Illinois 
70892 Bead Chain Mfg. Co., 
Bridgewater, Conn. 
71002 Birnbach Radio Co., New York, N. Y. 
71400 Bussman Mfg. Co., St. Louis, Mo. 
71785 Cinch Mfg. Corp., Chicago, Illinois 
72619 Dialight Corp., Brooklyn, N. Y. 
72699 General Instrument Corp., Newark, N..J 
72962 Elastic Stop Nut Corp. of America 
Union, N. J. 
73559 Carling Electric Co., Inc., 
Hartford, Conn. 
77147 Patton MacGuyer Co., Providence, R. I. 
77900 Shakeproof Lockwasher Co., 
Chicago, Illinois 
78553 Tinnerman Products, Inc., 
Cleveland, Ohio 
79136 Waldes Kohinoor, Inc., 
Long Island City, N. Y. 
79963 Zierick Mfg. Corp., New Rochelle, N. Y. 
80138C Times Facsimile Corp., New York, N. Y. 
80583 Hammarlund Co., Inc., New York, N. Y. 
82219 Sylvania Electric Products, Inc. 
Emporium, Penna. 
82376 Astron Company, East Newark, N. J. 
91418 Radio Materials Co., Chicago, Illinois 
91577 Cannon Electric Co., East Haven, Conn. 
91662 Elco Corp., Philadelphia, Penna. 
94144 Raytheon Mfg. Co., Quincy, Mass. 


8-5. DESCRIPTION COLUMN. Descriptions of 
all items appearing in this column are in accord- 
ance with the contractor’s drawing titles plus 
modifiers to include electrical characteristics nec- 
essary to identify a particular item. The inden- 
tations are numbered 1 through 7 and show the 
relationship of parts and subassemblies to as- 
semblies. Abbreviations used are in accordance 
with Standard MIL-STD-12. 
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8-6. ATTACHING PARTS. These are items used 
to attach parts or assemblies to each other and 
follow immediately after the part to be attached. 
The attaching parts have the same indentation 
as the parts attached and are headed “ATTACH- 
ING PARTS.” The symbol ...... PN as is used 
to denote the end of attaching parts and the con- 
tinuation of the listing. 


8-7. UNITS PER ASSEMBLY COLUMN. The 
quantity listed in this column is the total quantity 
of the part required in its particular assembly. 


8-8. NUMERICAL INDEX 

a. The Numerical Index (Section X) is com- 
piled in accordance with the numerical part num- 
ber filing system described below: 

(1) Part number numerical arrangement starts 
on the left column and continues from left to 
right, one column at a time, until part number 
numerical arrangement is determined. 

(2) The order of precedence in part number 
numerical arrangement is as follows: 
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(a) Space (blank column) 

(b) Dash (—) 

(c) Letters A through Z 

(d) Numerals 0 through 9 

b. Government standards (AN or JAN) and 

contractor standard parts show only the first 
usage in the Numerical Index but indicate the 
total quantity used with the complete equipment. 


8-9. REFERENCE DESIGNATION INDEX. The 
Reference Designation Index (Section XI) lists 
the reference designations used in the schematic 
diagrams and instruction book pertaining to the 
Frequency Comparator Set, AN/USM-144. The 
designations are listed in alpha-numerical order. 
Opposite each designation are listed the figure 
and index number and the part number used for 
this item in the Group Assembly Parts List. 


8-10. USABLE ON CODE. The “Usable on Code” 
column has been left blank since only one model 
of Frequency Comparator is covered in this 
handbook. 
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NAVWEPS 16-30 USM 144-1 Group Assembiy Parts List 
SECTION IX 
GROUP ASSEMBLY PARTS LIST 
eer FIG. & | DESCRIPTION UNITS | USABLE 
i INDEX PART 12384567 PER ON 

NO. NUMBER Sf Geruntanate ack ASSY. | CODE 
1- E50123 FREQUENCY COMPARATOR SET, AN/USM-144 ....... i 1 
-1 D50182 . CASE. Frequency comparator set ............ 0. eee eee 1 

MS-2549 . CABLE ASSEMBLY, Power, electrical .................. 1 
-2 AN3057-4 7 .4<GLAMP, Gabler is. sick as ov tani a aie eae tks be eaeieraes 1 
-3 CO-03M GF (8/18) . . CABLE (mfd by 70381) ......... ccc eee eee ee eee 1 

: 0330 

-4 AN3106A-10SL-3S . . CONNECTOR, Cable (mfd by 91577) ..............005. 1 
-5 UP-121M . . CONNECTOR, Cable (mfd. by 91577) ................ 1 

B50216 » CORD ASSEMBLY? sic cio sed. nega eddiee nace Bees Rava Mi yee staal 1 
-6 RG-58C/U . . CABLE (mfd. by 02660) ......... 0... cee eee eee eee AR 
-7 UG-88C/U . . CONNECTOR, Cable (mfd. by 31577) ................ 2 

B50215 . CABLE ASSEMBLY, RF .......... cece ee eee ene 2 
-8 RG-55/U . . CABLE (mfd. by 62660) .......... cece eee ee eee AR 
-9 UG-88C/U . . CONNECTOR, Cable (mfd. by 91577) ...........0000e 2 
-10 | J50204 . FREQUENCY COMPARATOR ASSEMBLY .............. 1 
-11 | F50183 . . INSTRUMENT CASE ASSEMBLY .................... 1 
-12 | B20589 + a BOREW3 Captive: ccc sidan si cites ait sae ins 4 
-13 | X5133-18 . . . . RING, Retaining (mfd. by 79186) ................ 1 


Figure 1. Frequency Comparator Set ANJUSM-144 
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Group Assembly Parts List NAVWEPS 16-30 USM 144-1 
FIG. & DESCRIPTION UNITS | USABLE 
INDEX PART 1234567 PER ON 
NO. NUMBER ey eee ASSY. | CODE 
2- J50205 . . FRONT PANEL ASSEMBLY ...........ceceeeceeceee 1 
-1 D20664 ie 2 FRONT PANEL« ciccccinc tarde Sittin teh sk s waeeaeeew s 1 
-2 1018-14 . . . HANDLE ((mfd. by 91121) ...... ccc cece cece ee renee 2 
-3 900-14 . . . FERRULE (mfd. by 91121) ...... ccc cece ee eee eee 4 
(ATTACHING PARTS) 

B00160P48 . . . SCREW, Machine, flat hd, cres. No. 10-82x% ........ 4 
BO00155P4 . . . LOCKWASHER, Countersunk, cres. no. 10 .......... 4 
-4 A00170P . . . PIN, Drive (mfd. by 07712) ...... ccc cece ee eee eens 2 
-6 FHN20G . . . FUSEHOLDER, per MIL-F-19207 (mfg. by 71400) .... 3 
-7 MS90078-25-1 . . . FUSE (mfd. by 71400) ....... cece eee ee eee eens 3 
-8 LH62BR2 . . . LAMPHOLDER, per MIL-L-3661 (mfd. by 72619) .... 1 
-9 LH62PW2 . . . LAMPHOLDER, per MIL-L-3661 (mfd. by 72619).... 1 
~10 |47 . . « LAMP (mfd. by 24455) 2... ccc ccc cece ee eee ee enee 2 

-11 | ST22N . . . SWITCH, Toggle, DPDT, per JAN-S-23A (mfd. by 
-12 | 1272 . . . . SWITCH, Boot (mfd. by 06540) ........... eee eeee 1 

(ATTACHING PARTS) 

B00172P140 . . . SCREW, Machine, round hd, cres. 3-56 x 2 ...... sees 16 
B0020P22 . . . LOCKWASHER, Int., cres. no. 4 1... . cece ee ee eee 16 


* 


35 
32 6 


18 
33 42 404) 38 


3130 14 43 34 44 36 


19 


46 45 


Figure 2. Front Panel Assembly (sheet 1 of 3) 
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FIG. & | DESCRIPTION UNITS | USABLE 
INDEX PART 1234567 PER ON 
NO. NUMBER | ..... 3 ASSY. | CODE 
2-13 | RV4NAYSD504B . RESISTOR, Variable: comp, 1 sec. 500,0000hms, +20% ; 2 
2w nom. pwr. rating; Std. A taper. MIL-R-94B .. 
-14 | RV4NAYSD254B . RESISTOR, Variable: Comp., 1 sec. 250,0000ohms, +20%; 2 
2w, nom. pwr. rating; std. A taper; MIL-R-94B .. 
-15 | RV4NAYSD254E . RESISTOR, Variable: Comp., 1 sec. 250,0000hms, +10%; 1 
2w nom. pwr. rating; std. A taper; MIL-R-94B .. 
-16 | RV4NAYSD102A . RESISTOR, Variable: Comp., 1 sec. 1,000ohms, +10%; 1 
2w nom. pwr. rating; std. A taper; MIL-R-94B .. 
B50276 . RESISTOR ASSEMBLY, Low frequency ............ 1 
-17 | B20836 . . RESISTOR, Variable: Comp., 1 sec. 250,000ohms, 1 
+10%; 2w nom. pwr. rating; std. A taper, with 
spst switch, %A, 125VDC., normally open at CCW 
pos. of shft., operates at end of rotation, 2 
| terminals, solder lug type 
-17A] RC20GF182K . RESISTOR, Fixed, comp: 1,8000hms, +10%; .....- 1 
Y%w at 70°C, characteristic F. 
-18 | A20832-1 oe eet NO Bia, 8 tee bs ccbsavepmists caeeton tre antares anatase Aaieane epee bi aanslacean ideas 1 
-19 | A20832-2 bOKNOB: 66 ccd sccaytecasle cad and heated wyele hacd spas ar ne ead wks 6 
-20 | A20694 co NAMEPLATE! oa cesses bog oe ta eat acd aisle sah hes 1 
(ATTACHING PARTS) 
B00161P11 . . SCREW. Machine binding hd., cres. 4-40x38/16 ........ 2 
B00020P22 . . LOCKWASHER, Int., cres. no. 4 .... cece cece eee eee 2 
aeo¥ ins 
-21 | A20640 . BLOCK, Bearing 2.0.00. ccs tec ce eect a ceeneceesenes 1 
(ATTACHING PARTS) 
B00161P29A . . SCREW, Machine binding hd. cres. 6-32, 9/16 ........ 2 
B00020P23 . LOCKWASHER, Int. cres. no. 6 ..... ce cece eee eee 2 
wen tins 
-22 | A20348-4 SAPD. sched eaindia a teen telecon ed Saline baa eed 1 
-23 | 5133-25 . . RING, Retaining (mfd.. by 79136) ..............6. 1 
-24 | G78-3 . . . SHIM, .007 thk, cres. (mfd. by 00328) ............ 1 
~25 | A20930 26-2 (GEAR, Spurs io cca i ea Seber we a 1 
-26 | A20348-2 sn TS 0 oe eee eas carrera. Bylcone bbc Ueaateraee Sha ahavi fovea lare hee al obras 1 
-27 | 5133-25 . .. . RING, Retaining (mfd. by 79186) ................ 1 
-28 |G78-3 = | oe.w..... SHIM .007 thk. cres. (mfd. by 00328) .............. 1 
-29 | A20835 ¢ «GEAR, , Anti-backlash . c.icc:c asd siete ea de dvaiese we eae g 1 
A20838 . PINCH DRIVE ASSEMBLY ..............eceeeeee 1 
(ATTACHING PARTS) 
1220-08 . LOCKWASHER, Int. cres. % (mfd. by 78189) ...... 1 
eae ee 
B50217 . DIAL ASSEMBLY, Coarse vernier .................- 1 
-30 | A20833 & TRIN OB estiveitiireide tena Miia are aleia oste OR han anaeteds eas 1 
(ATTACHING PARTS) 
in . SCREW, Machine, flat hd. cres. 6-32 x % ......-- 3 
woe ¥en 
-31 | A20347-2 oo DDTAT side eis eeaeiea os Gee elaas weacdcteia bts olelelsiep eee tens 1 
B50213 DIAL ASSEMBLY, Main ........... cc cece eee e eens 1 
-32 | AN450C8AD9 gone TUL VAG DY 425d ei iedavrcyareice.ana hia eared Gib eval ebelevairace d oedertcaice Qi ave acer 1 
-33 | A20407-5 oct, SPACER: cctcadani acid is watnwbele ceasing data tk oalek res 1 
-34 | A20834 . Knob (mfd. by 88299) (25-066) .............e00ee 1 
(ATTACHING PARTS) 
B00161P28 . . SCREW, Machine, binding hd. cres. 6-82 x % ...... 3 
B00023P22 . LOCKWASHER, Ext. cres. no. 6 .......eeee eens 3 
-35 | B20658 DISC, Pinch drive ........ ccc ccc ccc eee teen eeee 1 
-36 | C20346 pe DTA ow ediccss sow a ccs ne ba art ane dle 0 gee dcactia hsvea ayeresd ane d's 1 
-37 | 550A . . BEARING, Panel (mfd. by 71002) ..............0055 1 
-37A| B00020P29 . .. » LOCKWASHER, Int. cres. % in. .............0002- 2 
-38 | B50212 . . DIAL ASSEMBLY, Fine vernier .................... 1 
-38 | AN450C8AD12 scey RIVET acca Nintind beatae ose tewke ot ote d deat 1 
-39 | A20407-6 rer IPA CTR? « sev ewiste du see e es ace earns wean ge we tatateed aeeans 1 
-40 | A20833 . KNOB (mfd. by 88299) ....... ccc cece eee e cece ee eeee 1 
(ATTACHING PARTS) 
3 


B00167P19 


A20347-1 


. SCREW, Machine, flat hd. cres., 6-82 x % .......... 
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FIG. & DESCRIPTION UNITS } USABLE 
INDEX PART 1234567 PER ON 
NO. NUMBER ; ..... es, ASSY. | CODE 
2-42 | 1800-14 .. + « LOCK, Dial (mfd. by 14183) ..+...... Wes AO GENO saces 1 
-43 | A20692 . . . LOCK, Dial (mfd. by 82185) ........ ccc cece eee eee 1 
(ATTACHING PARTS) 
A20407-2 gfe 26) SPA CER et aia hn oo a ed How oe BES ORT HC 1 
A20407-3 Bt SS PACER ce citaccesc dors as ciss ease autho ras ey tone lovelcdiaes oye sete we wenn 1 
B00020P255 . . . LOCKWASHER, Int. cres., no. 10 .........e eee eee 4 
B00154P29 goa. y NUT, Hex.cres:, 10432) ihe eoide eis Es Be oe dau ead 2 
Poe pee 
-44 | A20689 s. 2/4 INDEX, Dial iio ciao ie 284k os CHa bE See es 1 
(ATTACHING PARTS) 
A20407-4 2 MISPACER® i scees cae phan cia telawe ves eee ease eames 2 
B00161P17A . . . SCREW, Machine, binding hd., cres. 4-40 x 9/16 ........ 2 
B00023P21 . . . LOCKWASHER, Ext. cres. no. 4 2... eee eee ee eee 2 
B00021P24 wi ceee NUT;. Hex. eres, -4240) «vn ic.s men tni ae oie a ee fee Sere a 2 
ee ee 
-45 | MX913/U oe « CAP (mid. by) S1579)> cide be geelw eae daeinaaws 3 
-46 | CW123A/U . « « CAP (mfd. by 91577) 2... ccc c cece cece tent enees 8 
(ATTACHING PARTS) 
B00161P23 . . . SCREW, Machine, binding hd, cres. 6-32 x 3/16 ........ 11 
B00020P23 . . »« LOCKWASHER, Int. cres. no. 6 1... . cece ee eee eee 11 
oo 
C50218 . . . MIXER ASSEMBLY, High frequency ................ 1 
(ATTACHING PARTS) 
BC0161P26 . . . SCREW, Machine, binding hd. cres. 6-32 x 3% ........45 3 
B00020P23 . . . LOCKWASHER, Int. cres. no. 6 ...... cee eee eee 3 
-47 | C20641-11 ote 5-50. SLOUSIN Gri cccive Bane di scare ace 8 OaG ES Oe eee OES 1 
-48 | B20656-1 J es oh, COVE RE 4 tec let duces, oe esasseatt So, ae, wale oes eee a oes eer teasta tions 1 
(ATTACHING PARTS) 
B00161P13 . . . . SCREW, Machine, binding hd. cres. 4-40 x 5/16 .... 2 
B00023P21 . . ... LOCKWASHER, Ext. cres. no. 4 ...... cece eee eee 2 
B00167P9 . ... . SCREW, Machine, flat hd. cres. 4-40 x 5/16 ........ 2 
* 
-49 | A20654 oe te’ & SENSULATOR: fois se Be aii eis se Bbc OR SEARS Sa ees 1 
(ATTACHING PARTS) 
B00161P16 . . . « SCREW, Machine, binding hd. cres. 4-40 x % ...... 4 
B00023P21 « . . . LOCKWASHER, Ext. cres. no. 4 ...... eee eee eee 4 
-50 | A20650 oe woe CLAMP; (Di0d@- 4:5 oscies, bu cel es wearer Bice Marte eae aw oe 2 
B00161P13 . . . . . SCREW, Machine, binding hd. cres. 4-40 x 5/16 .... 2 
B00023P21 . . . . . LOCKWASHER, Ext. cres. no. 4 ............0- 2 
(ATTACHING PARTS) 
B00161P14 . . . . SCREW, Machine, binding hd. cres. 4-40 x %...... 4 
BO00023P21 . . . . LOCKWASHER, Ext. cres. no. 4 ..... ccc eee eee eee 4 
* 
-51 1/4 . . . . LUG, Solder, .3875i.d. (mfd. by 71002) .............. 1 
B50222 % as, « POST: ASSEMBLY. ‘set os.s Gedatete ee este cisens ina acorns 1 
~52 |A20651 | ..... POST, Double Diode ............ cc cece cece ee eees 1 
~53 |A20652 | .«s..... SOCKET;. Diode? ic. ccchis odal odeteen ad [4 Geeta 2 
(ATTACHING PARTS) 
B00161P14 . . . «+ SCREW, Machine binding hd. cres. 4-40 x % ...... 1 
B00023P21 . . . «. LOCKWASHER, Ext. cres. no. 4 ....... ee eee eee 1 
-54 |1N21B . . . . DIODE, Crystal, microwave: per MIL--E-1D ...... 1 
-55 {| 1N21CR . . . . DIODE, Crystal, Microwave: reversed Polarity ...... 1 
per MIL-STD-200D 
-56 | UG-680/U . . . . CONNECTOR, Receptacle electrical: low loss ...... 1 
plastic dielectric, type N (mfd. by 91577) 
-57 | UG-657/U . . . . CONNECTOR, Receptacle electrical: low loss ...... 1 
plastic dielectric, type BNC (mfd. by 91577) 
-58 | UG-1094/U . . . . CONNECTOR, Receptacle electrical: low loss ....,. 1 
plastic dielectric, type BNC (mfd. by 91577) 
-59 | LT7K130 . . . . CHOKE, Radio frequency: luh, 610%, 1A, ........ 1 


.300hms D.C. resistance, minimum Q of 45, 
per MIL-C-15305, MS16224-6 

-60 | CC21CH050D . . . . CAPACITOR, Fixed, ceramic, 5«f, 10%, ........ 1 
500v d-c, MIL-C-20B (mfd. by 91418) 
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Section IX 


NAVWEPS 16-30 USM 144-1 Group Assembly Parts List 
FIG. & DESCRIPTION UNITS | USABLE 
INDEX PART 1234567 PER ON 
NO. NUMBER be hide he Set ASSY. | CODE 
2-61 | RC20GF101K . . . . RESISTOR, Fixed, comp: 100ohms, +10%, ........ 1 
Yew at 70°C; characteristic F. MIL-R-11C 
-62 | A20793 boty, 2 PIBWGy: co enetins teria anatere acne te Si Be: ote eae dis Besiatalgia-e woaie tees 2 
C€50208 . . . MIXER ASSEMBLY, Low frequency .............4.. 1 
(ATTACHING PARTS) 
B00161P26 . . . SCREW, Machine, binding hd. cres. 6-32 x % ........ 3 
B00020P23 . . « LOCKWASHER, Int. cres. no. 6 ....... cee ee eens 3 
wien Fees 
-63 | C20641-3 gtk SRHOUSING: “oruiseee aloes erie eee eres eed 1 
-64 | B20656-2 des COW ER a yeile c gecao nists cine eta ad suchontwednw oun tes 1 
(ATTACHING PARTS) 
B00161P13 . . .» +. SCREW, Machine, binding hd. cres. 4-40 x 5/16 .... 2 
B00023P21 » .. . LOCKWASHER, Ext. cres. no. 4 .......... 2s eee 2 
BO00167P9 . . . . SCREW, Machine, flat hd. cres. 4-40 x 5/16 ...... 2 


57 51 59 


77 
76 


Figure 2. Front Panel Assembly (sheet 2 of 3) 


Section IX 
Group Assembly Parts List 


FIG. & 


INDEX PART 
NO. NUMBER 


2- B50224 
-65 | A20320 
-66 | A20652 
~67 | A20684 


B00161P16 
B00023P21 


A20650 
B00161P13 
B00023P21 


B00161P14 
B00023P21 


1N21B 
UG-657/U 
UG-1094/U 


A20793 
C50219 


B00161P26 
B00020P23 


C20641-2 
B20656-3 


B00161P13 
B00023P21 


A20655 


B00161P16 
B00023P21 


A20650 
B00161P13 
B00023P21 


B00161P14 
B00023P21 


IN21B 
LT7K130 
B50223 
A20653 
A20652 


B00161P14 
B00023P21 


UG-680/U 
UG-657/U 


4 
B50210 


B00161P29 
B00020P23 


NAVWEPS 16-30 USM 144-1 


DESCRIPTION 


1234567 


. CONTACT BAR ASSEMBLY 
. BAR, Contact ........... 
wage g DOCKDT, DiOde.. be bbiecee oe aie hecea tian BAe ssielere welts 
. INSULATOR ............. 


(ATTACHING PARTS) 


. SCREW, Machine, binding hd. cres. 4-40x % ...... 


. CLAMP, Diode ............ 
. SCREW, Machine, binding hd. cres. 4-40 x 5/16 .... 
. LOCKWASHER, Ext. cres. no. 4 


(ATTACHING PARTS) 


’ | LOCKWASHER, Ext. cres. no. 4 ....-.cseseeeeeees 


. SCREW, Machine, binding hd. cres. 4-40 x % ...... 


. LOCKWASHER, Ext. cres. no. 4 ........ceeceeee 
. DIODE, Crystal, microwave: MIL-E-1D .......... 
(mfd. by 82219) : 

. CONNECTOR, Receptacle, electrical: low loss ...... 


plastic dielectric type BNC 
. CONNECTOR, Receptacle, electrical: low loss 
plastic dielectric, type BNC 


< A PLUG. ccties cet aereuis ae has 
. HARMONIC GENERATOR ASSEMBLY ............ 


(ATTACHING PARTS) 


: HOUSING see sa RUE KO a aeoaseh Sie 
COVE RE essed sent eeteoatentyar dealers ave 


(ATTACHING PARTS) 


. SCREW, Machine, binding hd. cres. 6-32 x % ........ 
j ace tae Int. :cRess (nO. 6s icc sais wacko kee cele 


. SCREW, Machine, binding hd. cres. 4-40 x 5/16 .... 
. LOCKWASHER, Ext. cres. no. 4 1.0... cece eee eee 


. INSULATOR ............. 
(ATTACHING PARTS) 


. SCREW, Machine, binding hd. cres. 4-40x % ...... 


. CLAMP, Diode ........... 


|< DOCK WASHER, Ext.‘eres:. nos. 4s ccciws cndavons 


ee 


. SCREW, Machine binding hd. cres. 4-40 x 5/16 .... 


| | LOCKWASHER, Ext. cres. no. 4 ...sseseeseees 
(ATTACHING PARTS) 

. SCREW, Machine binding hd. cres. 4-40 x % ...... 

; LOCK WASHER, Ext. cres. no. 4... eee eee eee eee 

: DIODE: Crystal, microwave: per MIL-E-1D ...... 


(mfd. by 82219) 
. COIL, Radio freq. 1th, 


+10%, 1A, 0.300hms d-c.. 


resistance, minimum Q of 45, per MIL-C- 15305 


(mfd. by 54753) 


. POST ASSEMBLY ......... 
. . POST, Single diode ...... 
. SOCKET, Diode .......... 


(ATTACHING PARTS) 


Ce 


SCREW, Machine, binding hd. cres. 4-40 x % ...... 


a LOCKWASHER, Ext. eres. no. 4 .....eseeeeees 


‘ CONNECEOR, Receptacle, electrical: low loss ...... 
plastic dielectric, type N (mfd. by 91577) 
. CONNECTOR, Receptacle electrical: low loss .... 
plastic dielectric, type BNC (mfd. by 91577) 
LUG, Solder (mfg. by 71002) ................5. 


So POWER INPUT ASSEMBLY 


(ATTACHING PARTS) 


. SCREW, Machine, binding hd. 
. LOCKWASHER, Int. cres. no. 6 1... cc cece ee ee eee 


cres. 6-82 x % ...... 


UNITS | USABLE 
PER ON 
ASSY. CODE 


1 


1 
1 
1 


LW Ne} 


op 


NAVWEPS 16-30 USM 144-1 


Section IX 


Figure 2. Front Panel Assembly (sheet 3 of 3) 
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Section IX 


Group Assembly Parts List NAVWEPS 16-30 USM 144-1 
DESCRIPTION UNITS | USABLE 
PART 1234567 PER ON 
NUMBER | ..... be i ASSY.| CODE 

B20643 . . . . BLOCK, Power input .......... cc cece cece eee eee 1 
A20649 ag be ee COVER: i4dici wactalea de Pewee ve ae det chee oie a els Bak Ss 1 

(ATTACHING PARTS) 
B00161P11 . . « .« SCREW, Machine, binding hd. cres. 4-40 x 3/16 ...... 4 

er, ees 

CZ24B2WC105A . . . . CAPACITOR, Fixed, paper, radio interference type: .. 2 

1ufd, 200v d-c per MIL-C-11693A (mfd. by 14655) 
MS3102A10SL-3P . . . . CONNECTOR, Receptacle, power: per MIL-C-5015 .. 1 

(mfd. by 91577) 
80 . . . . LUG, Terminal, 0.315i.d. (mfd. by 79963) .......... 
B50275 . . . COMPONENT BOARD ASSEMBLY ...............+ 1 

(ATTACHING PARTS) 
B00021P24 . . » NUT, Hex, cres. 4-40 ...... ccc cece ete ee cece ences 2 
B00020P22 . . . LOCKWASHER, Int. cres. no. 4 ....... cece eee eee 2 
A20407-6 i es SUSPA-CER: iste ecia sie de dave ceva ai arate apaare ested caveats 2 
B00161P17 . . . SCREW, Machine, binding hd. cres. 4-40 x % .:...... 2 

oe 

A50211 . . . . TERMINAL BOARD ASSEMBLY .............6.5 1 
A50211-1 . . . . BOARD, Terminal ............. ccc cece cece eeeeees 1 
A20871 . . .. . TERMINAL (mfd. by 70892) (T 100-9) .......... 8 
LT7K130 . . . . CHOKE, RF: 1h, +10%, 1A, 0.300hms d-c ...... 1 


resistance, minimum Q of 45, per MIL-C-15305 
(mfd. by 54753) 

RC20GF122K . . . . RESISTOR, Fixed comp: 1,200ohms, +10%;........ 1 
Yew at 70°C; characteristic F; MIL-R-11C 
(mfd. by 01121) 


RC20GF680K . . . . RESISTOR, Fixed comp: 680hms, +10%; Yw at.... 1 
70°C; characteristic F; MIL-R-11C (mfd. by 01121) 

CM20D471K . .. . CAPACITOR, Fixed, mica: 470uufd, +10%, ...... 1 
500VDC per MIL-C-5A (mfd. by 91418) 

CL44BH080SP . . . . CAPACITOR, Tant. electrolytic: 8«fd, 30 v d-c. .... 1 
MIL-C-3965B (mfd. by 82376) 

CP05A1EC473K . . . . CAPACITOR, Fixed, paper: 0.047#fd, +10%, ...... 1 
200v d-c; MIL-C25A (mfd. by 82376) 

CM15C101K . . . . CAPACITOR, Fixed, mica: 100uufd, +10%, ........ 1 


300v d-c. MIL-C-5A (mfd. by 91418) 


Section 1X 
NAVWEPS 16-30 USM 144-1 Group Assembly Parts List 


FIG. & DESCRIPTION 


PART UNITS | USABLE 
DE 1234567 ON 
HO . NUMBER ‘ CODE 
3- B50206 R F SECTION ASSEMBLY .......... cc cece cee eee ee eees 
(ATTACHING PARTS) 

B00161P52 SCREW, Machine, binding hd. cres 8-32 x 2.............. 

BO00161P52A SCREW, Machine, binding hd. cres. 8-32 x 2-¥% ............ 

B001638P40A SCREW, Machine, socket hd. cres. 8-382 x 2-%......... 00 ee 

B00020P24 LOCKW ASHER, Int. cres. no. 8....... cece cece cece eee eeees 

A20407-1 SPACER 4 icelercia drsrece Paste tele bob wales o Shes anal eid We ia eee kee a 

C50063 . COVER PLATE ASSEMBLY 


2 
3 
MOUNTED 
ON CASE = COVER 
24 77 
25 118 
26 — [19 
27 20 
4 5 28 4] 
29 22 
30 7 23 
6 
7 
8 
5 31 
32 
33 
34 
35 
36 


Figure 3. Front Panel Assembly (Subassemblies) 
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Section IX 


Croup Assembly Parts List NAVWEPS 16-30 USM 144-1 
FIG. & DESCRIPTION UNITS | USABLE 
INDEX PART 1234567 PER ON 


NUMBER ASSY. | CODE 


s 2 PLATES “Coversicsticina ects tect Gane sabe vas oe Mela wes leas 1 


B20296 
; (ATTACHING PARTS) 
B00161P26 . . SCREW, Machine, binding hd. cres. 6-32 x %............ 4 
B00023P22 . . LOCKWASHER, Ext. cres. no. 6....... cece cee eee eee 4 
ui Mess 
-2 A20685 bow SHIELD; Radio. int.s4 5 fi eee atbatineiieed hear eee 1 
-3 4007 . . LUG, Solder, 0.115dia (mfd. by 77147) ........... 20 cece 1 
(ATTACHING PARTS) 
B00161P15 . . SCREW, Machine, binding hd. cres. 4-40 x 7/16.......... 1 
B00023P21 . . LOCKWASHER, Ext. cres. no, 4....... ccc cece cee ceee 2 
B00021P24 . » NUT, Hex. cres. 4-40... .. ccc cc cece cece cece eee eeeenes 1 
ae ee 
~4 RC20GF560K . . RESISTOR, Fixed comp: 56ohms., +10%; Yew at 70°C;... 1 
characteristic F; MIL-R-11C(mfd. by 01121) 
ab UG-185/U . . CONNECTOR, Receptacle, electrical: low loss plastic.... 1 
dielectric, type BNC (mfd. by 91577) 
(ATTACHING PARTS) 
B00161P12 . . SCREW, Machine binding hd cres. 4-40 x %........... 4 
B00023P21 . . LOCKWASHER, Ext. cres. no. 4........ cee eee cee eee eee 4 
C50220 . HOUSING ASSEMBLY, R F ....... cece cece eee eee 1 
C50145 +: « PROBE: ASSEMBEY | -cicscec scsi daciae dates se takie wise Oa 1 
(ATTACHING PARTS) 
A00114P5 . . SCREW, Set, soc. cup pt. cres. 6-32 xX Mw... cece eens 1 
a 
-6 B20518 # st 4° PROB aires do acca os ee arden’ Sie ae a eslieda one aye deeb on 1 
-7 UG-291/U . . . CONNECTOR, Receptacle, electrical: low loss plastic... 1 
dielectric, type BNC(mfd. by 91577) 
-8 RG-55/U . . . CABLE, Coaxial (mfd. by 02660).................... AR 
-9 RN20X53R3F . . . RESISTOR, Fixed film: 53.30ohms, +10%; %w at 70°C;.. 1 
MIL-R-10509B (mfd. by 46384) 
(ATTACHING PART) 
A0014P4 . . . SCREW, Set, soc. 4-40 x % CYres........ ccc cece ee eee 1 
a 
B50214 . . FINE VERNIER ASSEMBLY ...........ccceeeeeeeeees 1 
-10 | 5183-25 . . . RING, Retaining (mfd. by 79186).............e cee eee 1 
-11 | C00010P26 5.8 >) WASTER 5 cco eset atecet tase ieteapahecoeete Nw exaiate ese ae 6 wees 1 
-12 | 3502-14-09 . . . WASHER, Spring, cres. (mfd. by 77900).............. 1 
-13 | 012-062-0625-79 . . . PIN, Roll, 0.062dia x %, cres. (mfd. by 72962)........ 1 
-14 | A20348-1 3. a VTA BT ands ace tid Seale eleva scene odiedeated bueno srbtieig avis ect auhceea one 1 
-15 | A20318 « wt PLATE, Tuning iio a.33 gsceca sain getteins. ee eaieieods ovason sie ate 1 
(ATTACHING PART) 
B00161P11 . . SCREW, Machine, binding hd. cres. 4-40 x 3/16.......... 1 
See fed 
-16 | A20319 » + INSULATOR, ‘Plate ici. oc cenaaiins cae Beietoud ae wae weds 1 
-17 | TS102P03 . . SOCKET, Tube, electron: 7 pin miniature, MIL-S-12883/10, 2 
without center shield. (mfd. by 91662) 
-18 | A20918 «a “CLAMP, ‘Luabeiv ii. 3a cdsaceer esha eatieeie ais See be as wees 2 
-19 | B20769 #4 ‘BASE -Clamp,- tub@.2cc0 sie ca Seine a bios Oa eeawee’ 8 2 
(ATTACHING PARTS) 
B00161P13 . . SCREW, Machine, binding hd. cres. 4-40 x 5/16.......... 2 
B00023P21 . . LOCKWASHER, Ext. cres. no. 4........ ccc eee ee eee eee 2 
B00021P24 ot NUT; Hex: Cres. 4-40 oc vcseserek Sed eae e Sate SA Gaines ween Se els 2 
ee 
-20 | 6C4WA . . TUBE, Electron: single triode, MIL-STD-200D .......... 2 
(mfd. by 24454) 
-21 | A20690 o, . POST. {Shields -.28 a2 sates mda dias ade alte Saraetodtg cans 1 
(ATTACHING PARTS) 
B00161P25 . . SCREW, Machine, binding hd. cres. 6-32 x 5/16.......... 1 
B00023P22 . . LOCKWASHER, Ext. cres. no. 6.........cc cee ce eee eees 2 
* 


. CAPACITOR, Fixed, ceramic, feedthru: 1000uefd,........ 4 
+20%, 500v d-c; per MIL-C-19321 (mfd. by 91418) 


CK70A102M 


9-10 


FIG. & 
INDEX 


3-23 


-31 
-32 
-33 
-34 


-35 
-36 


PART 
NUMBER 


B20307 


B00161P25 
B00023P22 


CK80A152M 


680073 


LT7K130 


RC20GF270K 


4007 


B00161P24 
B00023P22 


CC21CH050D 
RC20GF273K 
B50221 
B00021P26 
B00023 P22 
B00161P28 
A20308B 
A20308A 


A20645 
B20312 


A20317 
012-062-0625-79 


1234567 


eo 2 © eo we ew 


se SHIBEDy Ba Wiese teenie naan citudanecsde boteeeke 


| | LOCKWASHER, Ext. cres. no. 6.......sceecsececeeeeees 


. . CHOKE, R F: 1eh, +10%, 1A, 0.300hms d-c resistance,.... 


. TUNING CAPACITOR ASSEMBLY...................005 


SONU TT, AHeX: Crese: G28 2 siete ae 5 ele caval dea Wiad atlse, tae aug vere eobee eset 
. LOCKWASHER, Ext. cres. no. 6......... cece eee ee eee 
. SCREW, Machine, binding hd. cres. 6-32 x %...........-.. 


» BRACKET, Coiheedcejccecs tele a vere Sasso dere area eh wed Greene, RS 
. BRACKET; \C oflisiccs ciecite fives nose edie hb atiale eieiaced ee Rios arele 
. COIL, R F, 2 turns of #11 copper wire silver plated 0.07 uh... 
. CAPACITOR, Variable, air: 3 to 45uufd, TO0VDC, ........ 


SHAFT; Coupling ic esse cd4sna bawlensuts eanleeadianciaareees 


NAVWEPS 16-30 USM 144-1 


DESCRIPTION 


(ATTACHING PARTS) 
. SCREW, Machine, binding hd. cres. 6-82 x 5/16.......... 


eam 
. CAPACITOR, Fixed, ceramic, stand-off: 1500uefd, +20%,.. 
500v d-c, per MIL-C-19321 (mfd. by 91418) 
. CAPACITOR, Variable, piston: 0.3-3 uufd, 500v d-c; ...... 
(mfd. by 14674) 


minimum Q or 45, per MIL-C-15305 (mfd. by 54753) 

. RESISTOR, Fixed comp: 27ohms, +10%; Y%w at 70°C;.... 
characteristic F; MIL-R-11C (mfd. by 01121) 

. LUG, Solder (mfd. by 77147)........ 0... cece cece eee ee 
(ATTACHING PARTS) 

. SCREW, Machine, binding hd. cres. 6-82 x 4............ 


. CAPACITOR, Fixed, ceramic: 5eefd, +10%, 500v d-c; .... 
MIL-C-20B (mfd. by 91418) 

. RESISTOR, Fixed comp: 27000ohms, +10%, Y%w at 70°C; 
characteristic F; MIL-R-11C (mfd. by 01121) 


(ATTACHING PARTS) 


* 


(mfd. by 80583) (VU-45) 


. PIN, Roll, 0.062 dia x % cres. (mfd. by 72962).......... 


UNITS | USABLE 


Section IX 


Group Assembly Parts List 
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Section IX 


Group Assembly Parts List NAVWEPS 16-30 USM 144-1 
FIG. & PART DESCRIPTION UNITS | USABLE 
12 4 
he NUMBER : 384567 

H50207 CHASSIS ASSEMBLY 
B20686 SHIELD, Strip, radio int. 
B20249 ‘ ’ SHIELD, Strip, radio int. 
B20586 

(ATTACHING PARTS) 
B00161P43 . SCREW, Machine binding hd. cres. 8-32 x % 
B00020P24 . LOCKWASHER, Int. cres. no. 8 
B20587 . GUIDE STRIP 

(ATTACHING PARTS) 
B00161P28 . SCREW, Machine, binding hd. cres. 6-32 x % 
B00020P23 . LOCKWASHER, Int. cres. no. 6 

* 

B20588 . GUIDE STRIP, End 

(ATTACHING PARTS) 
B00161P43 . SCREW, Machine, binding hd. cres. 8-32 x % 
B00023P23 . LOCKWASHER, Ext. cres. no. 8 
C00010P30 . FLATWASHER, No. 8 

* 

C50232 . SHIELD, Cathode ray 

(ATTACHING PARTS) 
B00021P26 . NUT, Hex. cres. 6-32 
B00161P28 . SCREW, Machine, binding hd. cres. 6-82 x % .....-+.00- - 
B00020P23 ; EOCKW ASHER, Int. cres, no. 6 


126 14 124 120 22 18 
28 19 130 23 


Figure 4. Chassis Assembly (sheet 1 of 3) 
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-11 
-12 


-13 
-14 


-15 
-16 
-17 


-18 
-19 


-19A) 


~22 


PART 


NUMBER 


2901-A 


C7956-1428-3B7 


AN426AD3-4 


HP-6N 
HP-3N 


B00021P26 
B00161P26 
B00023P22 
C-00010J529 
42 
52 


B00021P27 
B00023P23 


D50146 
D50154A 
D50154B 


B00061P41 
B00023P23 


B50147A 
B50147B 


B00171P41 
B00023P23 


146 
B00021P26 
B00161P24 
B00023P22 
C20240 


B00023P24 
B00154P29 


C20239 


B00023P23 
B00021P27 


CP70E1FH254K 


CPO7SA2 


B00023P24 
B00154P29 


CP55B1EG254K 


B00161P41 
B00023P23 
B00021P27 


CE42F200R 


NAVWEPS 16-30 USM 144-1 


DESCRIPTION 
1234567 


- GROMMET (mfd. by 70485)... ... ccc ccc cece eens 
- GROMMET (mfd. by 70485)........ 0. cece eee e eee eens 
- GROMMET (mfd. by 70485)........ cece ccc eee eens 
. NUT, Retainer (mfd. by 78553)....... 0. ccc cece eee eens 

(ATTACHING PART) 
. RIVET (mfd. by 96375)... ... ccc cece eee cece enna 


. CLAMP, Cable (mfd. by 09922)......... cc cece eee eee eee 
. CLAMP, Cable (mfd. by 09922)......... ccc cece cece eens 
(ATTACHING PARTS) 
« NUT. “Hex. (66S: 6-82 ii aie. ecaeie ate Ne ere seisa a hoe ara aie heG Se a eas 
. SCREW, Machine binding hd. cres. 6-32 x % 
. LOCKWASHER, Ext. cres. no. 6....... ccc cece cece eens 
. FLATWASHER, cres. no. 6......... cece cee eee e ee eees 
. RETAINER, Post (mfd. by 80180)........... ccc ee ee eee 
. RETAINER, Post (mfd. by 80180)........... 0. cece ee eee 
(ATTACHING PARTS) 
» INO, “HEX. GreS\ 8232 sisi ainsi sraial ocd ease See Sc abe sated abe nanae act 
. LOCKWASHER, Ext. cres. no. 8....... 0 cece cece ee eee eee 


* 


¢ CHASSIS scot ncwredtinve abi eat Bere e alone eae SE,6 ahepelaze 

~ PLATE; Side; lefts, cic ascsiaedeale woes eidaaaine aa audarietos 

. PLATE, Side, right.........cccceccecceceucceeceuceucens 
(ATTACHING PARTS) 

. SCREW, Machine, binding hd. cres. 8-82 x %.........eeeee 

. LOCKWASHER, Ext. cres. no. 8...... ccc cece cece ete eee 


* 


¢ GUSSET; Lett ecicasice suave sivenad skagen dslataeeane deeineradelidiians 3 sree 

. GUSSET, Right......... ccc cece cece cece eeeeececeeueueues 
(ATTACHING PARTS) 

. SCREW, Machine, truss hd. cres. 8-32 x %.....-. ese eee eee 

. LOCKWASHER, Ext. cres. no. 8..... 0. cece cece eee eens 


* 


. HOLDER, Clip (mfd. by 79968).......... cece cence eee 
(ATTACHING PARTS) 

oO NUT, Hex: Gres): 6-32.30. cies igs oe ane we tare ae 

. SCREW, Machine, binding hd. cres. 6-32 x %4.............. 

. LOCKWASHER, Ext. cres. no. 6....... cece cece e eee eens 


ea 


. TRANSFORMER, per MIL-T-27A.......... cc cece eeeues 
(ATTACHING PARTS) 

. LOCKWASHER, Ext. cres. no. 10......... ccc cece eee eee 

NUT; Hex: :cress 10232 icc, dana id ee ee ea ade faa ov es 

. INDUCTOR, 1 coil, 6h, 0.1830A, 600v d-c W max, ........ 
2400hms d-c resistance per MIL-T-27A 
(ATTACHING PARTS) 


. LOCKWASHER, Ext. cres. no. 8........ cece cee eee eee 
oo NUT, HOX) cress, (8-32.50 55 Saja io chases staves asda cele bene al aea's ue See 


* 


. CAPACITOR, Fixed paper: 0.25ufd, +10% 1500v d-c, ...... 
per MIL-C-25A (mfd. by 82376) 

. BRACKET (mfd. by 82376)........ 0. cc cece eee ee eee eens 
(ATTACHING PARTS) 


. LOCKWASHER, Ext. cres. no. 10........ ccc cece eee eee 
» NUT, Hex crésv1023 25 fines. 6s est fete cad cere ain ia a ded aia lacaa seven w levee aides 


* 


. CAPACITOR, Fixed, paper: 0.25«fd, +10%, 1000v d-c,...... 
per MIL-C-25A (mfd. by 82376) 
(ATTACHING PARTS) 
. SCREW, Machine, binding hd. cres. 8-32 x %.............. 
. LOCKWASHER, Ext. cres. no. 8....... ccc eee eee eens 
w NUT Hex; Cres. 8-32 0. secescestraads ste ees) a teenie ae aed ate oe Se 


. CAPACITOR, Fixed, electrolytic: 20-20ufd, +10% 450v d-c, .. 
per MIL-C-62A (mfd. by 82376) 
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Group Assembly Parts List 


UNITS |; USABLE 
ON 
CODE 


PER 
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00 


ew WOO 


9-13 


Section 1X 


Group Assembly Parts List NAVWEPS 16-30 USM 144-1 
FIG. & DESCRIPTION UNITS | USABLE 
INDEX PART 1234567 PER ON 
NO. NUMBER | ....... ASSY. | CODE 
4-26 | CE42F400R . CAPACITOR, Fixed, electrolytic: 40-40ufd, +10%, 450v d-c, .. 1 
per MIL-C-62A (mfd. by 82376) 
-27 |} CE41C651F . CAPACITOR, Fixed, electrolytic: 650#fd, +10%, 25v d-c,.... 1 
per MIL-C-62A (mfd. by 82376) 
-28 | CP11A3EE684M . CAPACITOR, Fixed, paper: 0.68¢fd, +20%, 400v d-c,...... 2 
per MIL-C-25A (mfd. by 82376) 
-29 | TS101P02 . SOCKET, Tube, Octal type, per MIL-S-12883/1............ 2 
(mfd. by 91662) 
(ATTACHING PARTS) 
B00161P25 . SCREW, Machine, binding hd. cres. 6-32 x 5/16............ 2 
B00023P22 . LOCKWASHER, Ext. cres. no. 6 1... cee cee cece eee 2 
* 
-30 | TS103P01 . SOCKET, Tube: 9 pin miniature, MIL-S-12883/3 without .. 3 
center shield (mfd. by 91662) 
(ATTACHING PARTS) 
B00021P24 « NUT; “Hex, eres: 4-40.00 ssc deans tk ce ks ee eked 2 
B00161P14 . SCREW, Machine, binding hd. cres. 4-40 x 3........eee-eee 2 
B00023P21 . LOCKWASHER, Ext. cres. no. 4....... 0. cece eee eee eee 2 
ons 
-31 | 9470-12 . SOCKET, Tube: cathode ray type, 12 pin, .............. 1 


Navy No. CMG-492005 (mfd. by 71785) 


115 


Figure 4. Chassis Assembly (sheet 2 of 3) 


9-14 


Section 1X 


NAVWEPS 16-30 USM 144-1 Group Assembly Parts List 


DESCRIPTION 


UNITS | USABLE 
PER ON 
ASSY. CODE 


INDEX PART 1234567 
NUMBER 


TS102P01 . SOCKET, Tube: 7 pin miniature, MIL-S-12883/2 without .. 
. center shield (mfd. by 91662) 
(ATTACHING PARTS) 
B00021P24 ¢NUT,. Hex; cress 4640). sic3 bai bal Bada GAGs oe ciaeoe eas 
B00161P14 . SCREW, Machine, binding hd., cres. 4-40 x %.............45 
B00028P21 . LOCKWASHER, Ext. cres. no. 4....... ccc cece e cece cence 
an Foee 
-83 194 . LUG, Ground (mfd. by 79968)......... cece cece ce eee eeees 
-384 | RW21G100 . RESISTOR, Fixed, wirewound: 10ohms, +5%, 22w, per .. 
MIL-R-26C (mfd. by 44655) 
(ATTACHING PARTS) 
B00021P26 « NUT, Hex; Cress. 62325 o:cucscb a eres a a Bid a ree See eines Sees 
B00161P30 . SCREW, Machine, Binding hd. cres. 6-32 x %..........06% 
B00023P22 . LOCKWASHER, Ext. cres. no. 6....... cc cece cece cee eees 
— 
-85 | 1N1804A . DIODE, ZENER, 6. 2v at la, 10w, +5% voltage .......... 
tolerance; 1 ohm maximum dynamic resistance 
(mfd. by 72699) 
-386 | 4 . LUG, Ground (mfd. by 71002).......... cece cece eee eens 
-37 | B50148 . BRACKET, Potentiometer............ ccc cece cece cece ences 
(ATTACHING PARTS) 
B00161P26 . SCREW, Machine, binding hd. cres. 6-82 x %..........008. 
B00023P22 . LOCKWASHER, Ext. cres. no. 6....... cece cece eee e eee eees 
ecotosS 
-88 | B20591 » CLAMP). Ring 24-5. 688 beni sibs BAIS Bie a ES 
(ATTACHING PARTS) 
B00021P26 J NUT, Hex).:Cress 6-82 ie4 leseedtesseues Peeters dea a sieeve es 
B00161P26 . SCREW, Machine, binding hd. cres. 6-82 x %..........000- 
B00023P22 . LOCKWASHER, Ext. cres. no. 6....... cece cece eee ce sence 
oe 
C50201 . COMPONENT BOARD ASSEMBLY.............00cceg eee 
(ATTACHING PARTS) 
B00161P26 . SCREW, Machine, binding hd. cres. 6-82 x %............6. 
B00023P22 . LOCKWASHER, Ext, cres. no. 6........ cece eee eee cece 


B50191 . . TERMINAL BOARD ASSEMBLY................eeeeee 
B50197 . . TERMINAL BOARD ASSEMBLY .................00055 
-39 | B50191-1 . . . TERMINAL BOARD... ... cece ec ceceeeee teen eee 
-40 ) A20871 .. . . TTRMINAL (mfd. by 70892) (T100-9) .............. 
-41 | A20248 & 2s POS Dice steteva as aye are) gets wisleseuienides & 6 blog evevela R cacatetow 0:8 eyeupeye's 


(ATTACHING PARTS) 


B00021P26 (ic NUT; Hex, Cres: 6-82:5 occosctars Seteles a's h.coee d Oa hea 
B00161P30 . . SCREW, Machine, binding hd. cres. 6-82 x %............ 
B00028P22 . . LOCKWASHER, Ext. cres. no. 6....... cece eee eee eee ee 


-42 | CM15C470K . . CAPACITOR, Fixed, mica: 47uufd +10% 300v d-c, per ... 


MIL-C-5A (mfd. by 91418) 

CP05A1EE103K , , CAPACITOR, Fixed, paper: 0.0lufd +10%, 400v d-c, per .. 
MIL-C-25A (mfd. by 82376) 

CM380D821K . , CAPACITOR, Fixed, mica: 820u4fd, +10%, 500v d-c, .... 
per MIL-C-5A (mfd. by 91418) 

CM30D182K . , CAPACITOR, Fixed, mica: 1800“ufd, +10%, 500v d-c, .. 
per MIL-C-5A (mfd. by 91418) 

RC20GF680K . . RESISTOR, Fixed, comp: 68 ohms, +10%, %w at 70°C; .. 
characteristic F, per MIL-R-11C (mfd. by 01121) 

RC20GF221K . . RESISTOR, Fixed, comp: 220 ohms, +10%, %w at 70°C; .. 
characteristic F, per MIL-R-11C (mfd. by 01121) 

RC382GF392K . . RESISTOR, Fixed, comp: 3900 ohms, +10%, 1w at 70°C; .. 
characteristic F, per MIL-R-11C (mfd. by 01121) 

RC20GF101K . . RESISTOR, Fixed, comp: 100 ohms, +10%, %w at 70°C; .. 
characteristic F, per MIL-R-11C (mfd. by 01121) 

RC20GF105K . . RESISTOR, Fixed, comp: 1.0 megohm, +10%; %w at.... 


70°C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

. RESISTOR, Fixed, comp: 5600 ohms, +10%, lw at .... 
70°C; characteristic F, per MIL-R-11C 

(mfd. by 01121) 


RC32GF562K 
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Figure 4. Chassis Assembly (sheet 3 of 3) 
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Section 1X 


NAVWEPS 16-30 USM 144-1 Group Assembly Parts List 
FIG. & PART DESCRIPTION UNITS | USABLE 
INDEX NUMBER 1234567 PER ON 
NO; |) ARB ewe ee ASSY. CODE 
4-52 | RC382GF273K . « RESISTOR, Fixed, comp: 27,000 ohms, +10%, ........ 


lw at 70°C; characteristic F, per MIL-R-11C 

— (mfd. by 01121) 

a -53 | RC32GF226K . » RESISTOR, Fixed, comp: 22 megohms, +10%, 1w at .... 
70°C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

-54 | RC32GF472K . . RESISTOR, Fixed, comp: 4700 ohms, +10%, lw at .... 

70°C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 


-55 | RC32GF102K . » RESISTOR, Fixed, comp: 1000 ohms, +10%,1w at 70°C; .. 
characteristic F, per MIL-R-11C (mfd. by 01121) 
-56 | RC20GF100K . . RESISTOR, Fixed, comp: 10 ohms, +10%, 4%w at 70°C; .. 
characteristic F, per MIL-R-11C (mfd. by 01121) 
C50202 . COMPONENT BOARD ASSEMBLY ..............eeceeeeee 
(ATTACHING PARTS) 
B00161P26 . SCREW, Machine, binding hd. cres. 6-32 x %......-..0008-. 
B00023P22 . LOCKWASHER, Ext. cres. no. 6...... ccc cece cece ee ceees 
wont oee 
B50193 . . TERMINAL BOARD ASSEMBLY...............2ceeeeee 
B50192 . . TERMINAL BOARD ASSEMBLY ...............eceeeees 
-57 | B50192-1 . . « TERMINAL BOARD.......... cece cee cece cere cence 
-58 | A20871 . . ». TERMINAL (mfd. by 70892) (T100-9) .............. 
-59 | A20248 wie POST adios Sis teak ate bedi reves tier aves attstele ahuerace tee aie Caw satetanenus 
(ATTACHING PARTS) 
B00021P26 yon NUT; (Hex, eres. + 6-32). bse0e8 dw aie Beeb bse hee Cae eee ie 
B00161P30 . . SCREW, Machine, binding hd. cres. 6-32 x %...........- 
B00023P22 bs LOORW SEER EXt.: Cres. NO: Gi6.0eas be acoe bd debe ee he 
-60 | CPO5A1EE103K rar Ca PACliOn. Fixed, paper: 0.0lufd, +10%, 400v d-c, per .. 
MIL-C-25A (mfd. by 82376) 
ow -61 | CM15D681K . . CAPACITOR, Fixed, mica: 680 uufd, +10%, 300v d-c, .... 
i per MIL-C-5A (mfd. by 91418) 
-62 | CL44BH080SP . . CAPACITOR, Tant., electrolytic: 8«fd, 30v d-c, ........ 
per MIL-C-3965B (mfd. by 82376) 
-63 | CPO05A1EE224M . . CAPACITOR, Fixed, paper: 0.22ufd, +20%, 400v d-c, .... 
per MIL-C-25A (mfd. by 82376) 
~64 | RC32GF332K . . RESISTOR, Fixed, comp: 3300 ohms, +10%, 1w at 70°C; .. 
characteristic F, per MIL-R-11C (mfd. by 01121) 
-65 | RC20GF331K . . RESISTOR, Fixed, comp: 330 ohms, +10%, 4w at 70°C; 
characteristic F, per MIL-R-11C (mfd. by 01121) 
-66 | RC32GF226K . . RESISTOR, Fixed comp: 22 megohms, +10%, 1w at .... 


70°C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

-67 | RC20GF105K . . RESISTOR, Fixed, comp: 1.0 megohm, +10%, %w at.... 
70° C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

-68 | RC32GF392K . . RESISTOR, Fixed, comp: 3900 ohms, +10%, lw at .... 
70° C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

. -69 | RC32GF102K . . RESISTOR, Fixed, comp: 1000 ohms, +10%, 1w at .... 
70° C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

-70 | RC20GF103K . . RESISTOR, Fixed, comp: 10000 ohms, +10%, lw at .... 
70° C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

-71 | RC20GF225K . . RESISTOR, Fixed, comp: 2.2 megohm, +10%, %w at.... 
70° C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

‘72 | RC20GF225K . . RESISTOR, Fixed, comp: 2.2 megohm, +10%, 1w at .... 
70° C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

-73 | RC20GF154K . , RESISTOR, Fixed, comp: 150000 ohms, +10%, %wat.... 
70° C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

-74 | RC20GF334K . . RESISTOR, Fixed, comp: 330000 ohms, +10%, 4%wat.... 

70° C; characteristic F, per MIL-R-11C 

(mfd. by 01121) 
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Section IX 


Group Assembly Parts List 


NAVWEPS 16-30 USM 144-1 


UNITS | USABLE 


BARE DESCRIPTION 
1234567 PER ON 
NUMBER ieaisiad ASSY. | CODE 

RC20GF332K . RESISTOR, Fixed, comp: 3300 ohms, +10%, %w at .... 1 
70° C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

RC32GF101K . RESISTOR, Fixed, comp: 100 ohms, +10%, lw at .... 2 
70°C; characteristic F, per MIL-R-11C 
(mfd. by 01121) 

RC20GF271K . RESISTOR, Fixed comp: 270 ohms, +10%, %w at .... 1 
70°C; characteristic F; MIL-R-11C 
(mfd. by 01121) 

RC32GF272K . RESISTOR, Fixed comp: 2700 ohms, +10%, 1w at .... 1 
70°C; characteristic F, MIL-R-11C 

RC20GF275K . RESISTOR, Fixed comp: 2.7 megohm, +10%, %w at.... 1- 
70°C; characteristic F, MIL-R-11C 

RC32GF470K . RESISTOR, Fixed comp: 47ohms, +10%, lw at ...... 2 
70°C; characteristic F, MIL-R-11C (mfd. by 01121) 

RC32GF823K . RESISTOR, Fixed comp: 82000 ohms, +10%, 1w at .... 1 
70°C; characteristic F, MIL-R-11C (mfd. by 01121) 

RC32GF224K . RESISTOR, Fixed comp: 220000 ohms, +10%, lw at .... 1 
70°C; characteristic F, MIL-R-11C (mfd. by 01121) 

RC382GF124K . RESISTOR, Fixed comp: 120000 ohms, +10%, lw at .... 1 
70°C; characteristic F, MIL-R-11C (mfd. by 01121) 

RC32GF180K . RESISTOR, Fixed comp: 18 ohms, +10%; lw at : 1 
70°C; characteristic F, MIL-R-11C (mfd. by 01121) 

RC20GF102K . RESISTOR, Fixed comp: 1000 ohms, +10%, %w at... 1 
70°C; characteristic F, MIL-R-11C (mfd. by 01121) 

C50199 . COMPONENT BOARD ASSEMBLY...........0cse cee eeeee 1 
(ATTACHING PARTS) 

B00161P26 . SCREW, Machine, binding hd. cres. 6-82 x %..........000. 2 

B00023P22 : LOCK WASHER: EXt:. CLES.. NOs Cos edhe dak dele Se daeew aa 2 

B50194 . TERMINAL BOARD ASSEMBLY...........-... 0.005 1 

B50191-1 . TERMINAL BOARD........... cece cece eee eee teenies 1 

A20871 . TERMINAL (mfd. by 70892) (T100-9) .............. 24 

A20839 . BRACKET, Terminal board............... cece eee ee eees 2 
(ATTACHING PARTS) 

B00120P6 RIVET 7c dacres din eh aes BARRE See ea eee eee 4 

ae 

CM15C820K . CAPACITOR, Fixed, mica: 82uefd, +10%, 300v d-c, .... 1 
MIL-C-5A (mfd. by 91418) 

CP05A1EE103K . CAPACITOR, Fixed, paper: 0.01lufd, +10%, 400v d-c, . 2 
MIL-C-25A (mfd. by 82376) 

CP05A1EE224M . CAPACITOR, Fixed, paper: 0.22«fd, +20%, 400v d-c, 1 
MIL-C-25A (mfd. by 82376) 

CM30D332K . CAPACITOR, Fixed, mica: 3300ufd, +10%, 500v d-c, 1 
MIL-C-5A (mfd. by 91418) 

RC382GF154K . RESISTOR, Fixed comp: 150000 ohms, +10%, lw at .... 1 
70°C; characteristic F, MIL-R-11C 
(mfd. by 01121) 

RC20GF105K . RESISTOR, Fixed comp: 1.0 megohm, +10%; %w at. 1 
70°C; characteristic F; MIL-R-11C (mfd. by 01121) 

RC32GF273K . RESISTOR, Fixed comp: 27000 ohms, +10%; lw at .... 1 
70°C; characteristic F; MIL-R-11C (mfd. by 01121) 

RC20GF471K . . RESISTOR, Fixed comp: 470 ohms, +10%; Yw at .... 1 
70°C; characteristic F; MIL-R-11C (mfd. by 01121) 

RC20GF125K . RESISTOR, Fixed comp: 1.2 megohm, +10%; “%wat.... 2 
70°C; characteristic F; MIL-R-11C (mfd. by 01121) 

RC32GF224K . . RESISTOR, Fixed comp: 220000 ohms, +10%; 1w at .... 1 
70°C; characteristic F; MIL-R-11C (mfd. by 01121) 

C50200 . COMPONENT BOARD ASSEMBLY ..........eeceeeeees 1 
(ATTACHING PARTS) 

B00161P26 . SCREW, Machine, binding hd. cres. 6-32 x % .........05. 2 

B00023P22 . LOCKWASHER, Ext. cres. no. 6 ..cceccceec cece ceceeee 2 

svn omic 

B50195 . . TERMINAL BOARD ASSEMBLY ............cceeeeeees 1 

B50191-1 . . . TERMINAL Board .........ccec cee ccce cette tccceucee 1 

A20871 . . . TERMINAL (mfd. by 70892) (T100-9) ...........04- 24 


-105 


-106 


-107 
-108 
-109 


-110 
-111 


-112 
-113 
-114 


-115 


-116 


-117 


-118 


-119 
-120 


-121 


-122 
-123 


-124 


-125 


PART 
NUMBER 


A20839 
B00120P6 
S3Y30PL 
CP25A3EH103M 
HP-14N 
B00021P26 
B00023P22 
B00161P27 
C00010P29 
RC32GF104K 
RC32GF472K 
C50198 


B00161P26 
B00023P22 


B50196 
B50191-1 
A20871 
A20839 
B00120P6 


1N538 
CP05A1EE103K 


RC20GF334K 
RC20GF683K 
RC20GF105K 
RW21G801 
B00021P26 
B00161P30 
B00023P22 
B20837 


RV4LAYSA503B 


6C4WA 


6U8A 
12ATTWA 


6AU6WA 


2BP1 
5751 


5651WA 
5RA4WGA 


NAVWEPS 16-30 USM 144-1 


DESCRIPTION 
1234567 


. . BRACKET, Terminal board ........... ccc cee eee e eee eee 
(ATTACHING PART) 


. . RECTIFIER, Silicon: 1000v d-c rating; low current .... 

(mfd. by 61775) 
. CAPACITOR, Fixed paper: 0.01lufd, +20%; 1500v d-c; ... 

MIL-C-25A (mfd. by 82376) 

. . CLAMP, Cable (mfd. by 09922) .......... ccc cece eee eee 
(ATTACHING PARTS) 

x 6 NUT, , Hex: cress: 6-82.25 occ cccasl cise Sew aden edhe beers gee 

. . LOCKWASHER, Ext. cres. no. 6 ..... cece cece eens 

. . SCREW, Machine binding hd. cres. 6-82 x 7/16 ........ 

fe LAT WASHER see fests ecu e-ege ca: areite aie.ropd Jone eis Restecattadvese b.teid seis 


* 


. RESISTOR, Fixed comp: 100,000 ohms, +10%; 1w at .... 
70°C; characteristic F; MIL-R-11C (mfd. by 01121) 
. . RESISTOR, Fixed comp: 4700 ohms, +10%; 1w at 70°C; .. 
characteristic F; MIL-R-11C (mfd. by 01121) 
. COMPONENT BOARD ASSEMBLY ............eeeeeeee 
(ATTACHING PARTS) 
. SCREW, Machine, binding hd. cres. 6-32 x % ....+..+.+-- 
. LOCKWASHER, Ext. cres. no. 6 1... ccc cee cece cece eee 


“4 


. . TERMINAL BOARD ASSEMBLY .................00% 

sw « TERMINAL Boat oiic05. diene i oe eases 65 06,000 eRe Ne 

. . TERMINAL (mfd. by 70892) (T100-9) .............. 

. BRACKET, Terminal board .......... ccc cece cece ee eeeee 
(ATTACHING PART) 


. . RECTIFIER, Silicon: MIL-STD-200D (mfd. by 72699) .. 
. CAPACITOR, Fixed, paper: 0.01lefd, +10%, 400v d-c; .. 
MIL-C-25A (mfd. by 82376) 
. . RESISTOR, Fixed Comp: 330,000 ohms, +10%; “4wat.... 
70°C; characteristic F; MIL-R-11C (mfd. by 01121) 
. RESISTOR, Fixed comp: 68000 ohms, +10%; “ew at.... 
70°C; characteristic F; MIL-R-11C (mfd. by 01121) 
. . RESISTOR, Fixed comp: 1.0 megohm, +10%; “%w at.... 
70°C; characteristic F; MIL-R-11C (mfd. by 01121) 
. RESISTOR, Fixed, wirewound: 800 ohms, +5%; 22w, .... 
MIL-R-26C (mfd. by 44655) 
(ATTACHING PARTS) 
ge (NUT,. Hex: cress: 6-32) 5 oscseegei ese ie git Gb bo ded RG BAe Rea wareeles 
. SCREW, Machine binding hd. cres. 6-32 x % ............ 
. LOCKWASHER, Ext. cres. no. 6 ..........0 eee blew araaiane 


* 


. RESISTOR, Variable, comp., 1 section: 250K, +20%; 2w.... 
nom. pwr rtng; std A taper; with center tap 
position at 25K from end 

. RESISTOR, Variable: comp., 1 section: 50000 ohms, .... 
+20%; 2w nom. pwr rtng. std A taper; 
MIL-R-94B (mfd. by 01121) 

. TUBE, Electron: Single triode, MIL-STD-200D .......... 

(mfd. by 24454) 

. TUBE, Electron: triode-pentode, amplifier (mfd. by 82219) .. 

. TUBE, Electron: twin triodes, MIL-STD-200D ........... 
(mfd. by 49671) 

. TUBE, Electron: pentode, sharp cutoff, MIL-STD-200D .. 
(mfd. by 24454) 

. TUBE, Electron: cathode ray, MIL-STD-200D (mfd. by 49671) 

. TUBE, Electron: twin triodes, MIL-STD-200D .......... 
(mfd. by 24454) 

. TUBE, Electron: voltage regulator, MIL-STD-200D ...... 
(mfd. by 94144) 

. TUBE, Electron: rectifier, MIL-STD-200D (mfd. by 11706) .. 
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ASSY. 
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Section 1X 
Group Assembly Parts List 


PART 
NUMBER 


6080WA 


TS103U02 
TS102U02 
5T 

3Y 

B50209 
RG-55/U 
UG-88C/U 


UG-291/U 


-132 | B50203 
RG-58C/U 
Y1C124 
YOC128 

-133 | B20938 

-134 | B50225 

RG-58C/U 

UG-291/U 


Y1C124 
Y0C128 
-135 | B50274 
RG-58C/U 
UG-88C/U 


UG-291/U 


Y10124 
YOC128 


NAVWEPS 16-30 USM 144-1 


DESCRIPTION 


1234567 


. TUBE, Electron: twin power triode, MIL-STD-200D ...... 


(mfd. by 49671) 


. SHIELD, Tube (mfd. by 91662) ...........cccceeecceaee 
. SHIELD, Tube (mfd. by 91662) ........ ccc eee seen eee 
. RETAINER, Tube (mfd. by 78755) ........ccececeeeecees 
. RETAINER, Tube (mfd. by 78755) ........cccceeeevceaes 
. CABLE ASSEMBLY No. 1 ......c ccc cece cece cence eee 


. CABLE (mfd. by 02660) ..........ccccceec cece ceeence 


: . CONNECTOR, Plug, electrical: 1 contact, 1 connector ...- 


mating end; MIL-C-3608 (mfd. by 91577) 


. «. CONNECTOR, Receptacle electrical: low loss plastic .... 


dielectric, type BNC (mfd. by 91577) 


. CABLE ASSEMBLY NO. 2 ........ccc cece eee ce ce ceecs . 
. . CABLE (mfd. by 02660) ........... ccc cece eee eee eens 
. . RING, Inner (mfd. by 09922) .......... cece eee ee ee eee 
. . RING, Outer (mfd. by 09922) .......... cee cee eee eee 
. CABLE ASSEMBLY NO. 38 ....ccc cece e cece cern cee v ences 
- CABLE ASSEMBLY NO. 4 ...... ccc eee cece e cece ee eee 
. . CABLE (mfd. by 02660) ......... ccc ce cece cee eee eee 
. - CONNECTOR, Receptacle, electrical: low loss ........ 
plastic dielectric, type BNC (mfd. by 91577) 
. . RING, Inner (mfd. by 09922) ........ ccc ee eee eee 
. - RING, Outer (mfd. by 09922) ............ cc cece wees 
. CABLE ASSEMBLY NO. 5 ..... cece cece cee cece ee eeees 


. CABLE (mfd. by 02660) ......... ccc cece cece eee ee eee 


: . CONNECTOR, Plug, electrical: 1 contact, 1 connector .... 


mating end. MIL-C-3608 (mfd. by 91577) 


. . CONNECTOR, Receptacle, electrical: low loss plastic .... 


dielectric, type BNC (mfd. by 91577) 
. RING, Inner (mfd. by 09922) ......... cece cece ee ee eee 
. RING, Outer (mfd. by 09922) ........ ccc eee eee ee eee 


USABLE 


> 


> 
BME enw nwte 


> 
SB nD ee 


wo 
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NAVWEPS 16-30 USM 144-1 Numerical Index 


SECTION X 
NUMERICAL INDEX 


Class Code or Source | Figure & | Quanti- | Micro- Class Code or Source | Figure & | Quanti- | Micro 
ty per film z 
Stock Number Part. Number Code Index Article | Index Stock Number Berens Code Index Reet index 

AN3057-4 1 B00161P24 4 
AN3106A-10SL-3S 1 B00161P25 6 
AN426AD3-4 4 B00161P26 37 
AN450C8AD12 1 B00161P27 1 
AN450C8AD9 1 B00161P28 17 
A00114P4 1 B00161P29 4 
A00114P5 1 B00161P29A 2 
A00170P 2 B00161P30 16 
A20248 5 B00161P41 10 
Ref B00161P43 12 

A20308A 1 B00161P52 2 
A20308B 1 B00161P52A 1 
A20317 1 B00163P40A 1 
A20318 1 B00167P19 6 
A20319 1 B00167P9 4 
A20320 1 B00171P41 8 
A20847-1 1 B00172P140 16 
A20347-2 1 B20249 4-2 1 
A20348-1 1 B20296 3-1 1 
A20348-2 1 B20307 3-23 1 
A20348-4 1 B20312 3-34 1, 
A20407-1 4 B20518 3-6 1 
A20407-2 z B20586 4-3 2 
A20407-3 1 B20587 4-4 2 
A20407-4 2 B20588 4-5 2 
A20407-5 1 B20589 1-12 4 
A20407-6 3 B20591 4-38 1 
Ref B20643 2-84 1 

A20640 1 B20656-1 2-48 1 
A20645 1 B20656-2 2-64 1 
A20649 1 B20656-3 2-74 1 
A20650 4 B20658 2-35 1 
Ref B20686 4-1 1 

Ref B20769 3-19 2 

A20651 1 B20836 2-17 1 
A20652 4 B20837 4-116 2 
Ref B20938 4-133 1 

Ref B50147A 4-18 1 

A20653 1 B50147B 4-19 1 
A20654 1 B50148 4-37 1 
A20655 1 B50191 4- 1 
A20684 1 B50191-1 4-39 5 
A20685 1 4-86 Ref 
A20689 1 4-99 Ref 
A20690 1 4-107 | Ref 
A20692 1 B50192 4- 1 
A20694 1 B50192-1 4-57 2 
A20793 3 B50193 4- 1 
Ref B50194 4- 1 

A20832-1 1 B50195 4- 1 
A20832-2 6 B50196 4- 1 
A20833 2 B50197 4- 1 
Ref B50203 4-132 1 

A20834 1 B50206 3- 1 
A20835 1 B50209 4-131 1 
A20838 1 B50210 2- 1 
A20839 6 B50212 1 
Ref B50213 2- 1 

B50214 3- 1 

A20871 B50215 1- 2 
B50216 1- 1 

B50217 2- 1 

B50221 3- 1 

B50222 2- 1 

B50223 2- 1 

A20918 2 B50224 2- 1 
A20930 1 B50225 4-134 1 
A50211 1 B50274 4-135 1 
A50211-1 1 B50275 2- 1 
B00020P22 20 B50276 2- 1 
B00020P23 38 N5910-161-4506 | CC21CH050D 2-60 3 
B00020P24 12 3-29 Ref 
B00020P25 4 N5910-666-7734 | CE41C651F 4-27 1 
B00020P29 2 N5910-126-9597 | CE42F200R 4-25 2 
B00021P24 23 N5910-120-0701 | CE42F400R 4-26 1 
B00021P26 34 CK70A102M 3-22 4 
B00021P27 12 CK80A152M 3-24 3 
B00023P21 56 CL44BH080SP 2-96 2 
B00023P22 56 4-62 Ref 
B00023P23 28 CM15C101K 2-98 1 
B00023P24 8 CM15C470K 4-42 1 
B00120P6 12 CM15C820K 4-89 1 
B00154P29 6 CM15D681K 4-61 1 
B00155P4 4 N5910-101-4890 | CM20D471K 2-95 1 
B00160P48 4 N5910-112-8188 | CM30D182K 4-45 1 
B00161P11 7 N5910-160-1155 | CM30D332K 4-92 1 
B00161P12 4 N5910-160-1808 | CM30D821K 4-44 1 
B00161P13 16 CP05A1EC473K 2-97 1 
B00161P14 24 N5910-666-8835 | CPO5A1EE103K 4-43 8 
B00161P15 1 4-60 Ref 
B00161P16 6 4-90 Ref 
B00161P17 2 4-111 | Ref 
B00161P17A 2 N5910-642-6272 | CP05A1EE224M 4-63 3 
11 4-91 Ref 


B00161P23 
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Class Cod Ss Figure &}| Quanti- 
ss Code or Part Number ource Figure & ty fier 
Code Index Article 


Quanti-} Micro- 
ty per | film 
Article | Index 


Class Code or Source | Index 
P 
Stock Number are Ges Code No. 


Stock Number 


CP07SA2 N5905-279-1721 | RC32GF392K 


N5916-643-8680 | CP11A3EE684M 
CP25A3EH103M 
N5910-197-8860 } CP55B1EG254K 
N5910-197-8871 } CP70E1FH254K 


N5905-279-2637 | RC32GF470K 
N5905-643-9816 | RC32GF472K 


4 
2 
1 
1 
2 
CW123A/U 8 N5905-279-2650 | RC32GF562K 
CZ24B2WC105A 2 N5905-299-2005 | RC32GF823K 4 
C00010P26 2 RG-55/U 1 
C00010P29 5 3 
C00010P30 4 4 
CO-03MGF (3/18) 0330 1 RG-58C/U 1 
20239 rT 4 
20240 rT 4 
C20346 1 4 
C20641-1 rT N5905-201-9098 | RN20X53R3F 3 
C20641-2 1 RV4LAYSA503B 4 1 
C20641-3 T RV4NAYSD102A 2-1 1 
G50063 1 RV4NAYSD254B 2 2 
50145 1 RV4NAYSD254E 2 1 
C50198 rT RV4NAYSD504B 2 2 
50199 rT N5905-270-6536 | RW21G100 4 1 
50200 rT N5905-270-6544 | RW21G801 4-115 2 
59201 1 ST22N 2 1 
50202 rT S3Y30PL 4-102 2 
30208 1 N5935-224-0986 | TS101P02 4 2 
C50218 1 N5935-270-6536 | TS102P01 4-5 4 
30219 1 N5935-501-5458 | TS102P03 3 2 
C50220 1 TS102U02 4-128 4 
30232 46 1 N5935-106-1355 | TS103P01 4- 3 
C7956-1428-3B7 4-10 4 TS103U02 4 3 
D20664 2-1 1 UG-1094/U 3 - 
D50146 4-15 1 -7 e 
D50154A 4-16 1 UG-185/U 3-5 1 
D50154B 4-17 1 UG-291/U 3-7 
D50182 1-1 1 4-131 
E50123 1- 1 4-134 
N5920-556-0144 | FHN20G 2-6 3 4-135 
F50183 1-11 1 UG-657/U 2-57 
G78-3 2-24 2 a 
2-28 Ref - 
HP-14N 4-104 1 UG-680/U 2-56 
HP-3N 4-12 2 Q-R1 
HP-6N 4-11 2 UG-88C ‘U 1-7 
H50207 4- 1 1.9 
550204 1-10 1 4-131. 
550205 2. 1 4-135 
LH62BR2 2-8 1 UP-121M 1-5 
LH62PW2 2-9 1 XK5133-18 1-13 
LT7K130 2-59 5 YIC124 4-132 
2-78 Ref 4-134 
2-92 Ref 4-135 
3-26 Ref Y0C1028 4-132 
MS2549 1- 1 4-134 
MS3102A10SL-3P 2-87 1 4-135 
N5920-280-5020 | MS90078-25-1 2-7 3 012-062-0625-79 3-13 
MX913/U 2-45 3 3-26 
RC20GF100K 4-56 1 1N1804A 4-35 
N5905-190-8889 | RC20GF101K 2-61 2 1N21B 2-54 
4-49 Ref 2-69 
N5905-195-6806 | RC20GF102K 2-17A 2 2-77 Ref 
4-85 Ref 1N21CR 2-55 1 
N5905-185-8510 | RC20GF103K 4-70 1 N5960-510-6977 | 1N538 4-110 4 
N5905-192-0390 | RC20GF105K 4-50 5 1018-14 2-2 2 
4-67 Ref N5960-521-7511| 12ATTWA 4-120 1 
4-94 Ref 1272 2-12 1 
4-114 | Ref 146 4-19A 3 
N5905-190-8880 | RC20GF122K 2-93 1 1800-14 2-42 1 
N5905-279-1697 | RC20GF125K 4-72 1 1862 4-8 1 
N5905-195-9483 | RC20GF154K 4-73 1 194 4-33 1 
RC20GF221K 4-47 1 2BP1 4-122 1 
N5905-190-8885 | RC20GF225K 4-71 3 2214 4.7 1 
4-97 Ref 2901-A 4-9 5 
RC20GF270K 3-27 3 3Y 4-130 1 
N5905-171-2006 | RC20GF271K 4-77 1 334 1 
N5905- 195-9482 | RC20GF273K 3-30 2 3502-14-09 3-12 1 
N5905--279-1881 | RC20GF275K 4-79 1 4 2-51 4 
N5905--192-0390} RC20GF331K 4-65 1 2-83 
N5908-195-9457 | RC20GF332K 4-75 1 4-36 
N5905-192-0379 | RC20GF334K 4-74 2 4007 3-3 
4-112 | Ref 3-28 
N5905-192-3973 | RC20GF471K 4-96 1 42 4-13 2 
RC20GF560K 3-4 1 G6240-179-1814 | 47 2-10 2 
N5905-195-5571 | RC20GF680K 2-94 2 N5960-284-5823] 5R4WGA 4-125 1 
4-46 Ref 5T 4-129 1 
N5905-249-3661 |} RC20GF683K 4-113 1 5133-25 2-23 3 
N5905-171-2006 | RC32GF101K 4-76 2 2-27 ef 
N5905-299-2048 | RC32GF102K 4-55 2 3-10 ef 
4-69 | Ref 52 4-14 1 
RC32GF104K 4-105 1 550A 1 
N5905-299-2001 | RC32GF124K 4-83 1 5651WA T 
N5905-299-1999 | RC32GF154K 4-93 1 N5960-521-7231| 5751 1 
N5905-279-1740 ] RC82GF180K 4-84 1 N5960-521-7510| 6AU6WA 2 
N5905-299-2000] RC32GF224K 4-82 2 6C4WA 3 
4-98 Ref ef 
N5905-549-8986 | RC32GF226K 4-53 2 N5960-543-0966| 6USA 1 
4-66 | Ref N5960-521-7358| 6080WA 1 
RC32GF272K 4-78 1 680073 2 
N5905-299-2020] RC32GF273K 4-52 2 80 1 
4-95 Ref 900-14 4 
N5905-229-2059 | RC32GF332K 4-64 1 9470-12 1 
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SECTION XI 
REFERENCE DESIGNATION INDEX 


rn Designation |Index Number| Stock Number Part Number Des cos Wee Nice | oe eee Part Number | 
( 3-25 N5910-126-9597 | CE42F200R 2.56 UG-680/U 
ee 4-89 CM15C820K 2-57 UG-657/U 
8-25 680073 4-135 UG-291/U 
2-95 CL44BH080SP 2-70 UG-657/U 
4-42 CM15C470K 2-70 UG-657/U 
4-43 N5910-666-8835 | CPO5A1EE103K J6 2-81 UG-680/U 
4-44 N5910-160-1808 | CM30D821K J7 2-82 UG-657/U 
4-45 N5910-160-1155 | CM30D182K J8 4-131 UG-291/U 
4-43 N5910-666-8835 | CPO05A1EE103K J9 3-7 UG-291/U 
2-96 CP05A1EC473K J10 2-58 UG-1094/U 
Cll 2-60 N5910-161-4506 | CC21CH050D Jil 2-71 UG-1094/U 
C12 2-97 CM15C101K J12 38-5 UG-185/U 
C13 4-60 N5910-666-8835 | CPO5A1EE103K J13 4-134 UG-291/U 
C14 4-61 CM15D681K J14 2-87 MS3102A10SL-3P 
C15 8-28 N5910-643-8680 | CP11A3EE684M L1 8-33 A20645 
C16 4-62 CL44BH080SP L2 8-26 LT7K130 
C17 4-90 N5910-666-8835 | CPO5A1EE103K L3 8-26 LT7K130 
C18 4-91 N5910-642-6272 | CPO0O5A1EE224M L4 8-21 C20239 
C19 4-90 N5910-666-8835 | CPO5A1EE103K L5 2-91 LT7K130 
C20 4-92 N5910-160-1155 | CM30D332K L6 2-59 LT7K130 
C21 4-60 N5910-666-8835 | CPO5A1EE103K L7 2-78 LT7K130 
C22 4-60 N5910-666-8835 | CPO5A1EE103K P10 4-135 UG-88C/U 
C23 3-23 N5910-643-8680 | CP11A3EE684M Pil 4-135 UG-88C/U 
C24 4-63 N5910-642-6272 | CPO5A1EE224M P12 4-131 UG-88C/U 
C25 3-29 N5910-161-4506 | CC21CH050D R1 2-93 N5905-195-5571 | RO20GF680K 
C26 3-29 N5910-161-4506 | CC21CH050D R2 2-92 N5905-190-8880 | RC20GF122K 
C27 8-34 B20312 R3 2-16 RV4NAYSD102A 
C28 8-25 680073 R4 2-15 RV4NAYSD254E 
C29 3-22 CK70A102M R5 4-47 RC20GF221K 
C30 3-22 CK70A102M R6 4-48 N5905-279-1721 | RC382GF392K 
C31 3-22 CK70A102M R7 4-48 N5905-278-1721 | RC32GF392K 
C32 8-24 CK80A152M R8 4-49 N5905-190-8889 | RC20GF101K 
C33 3-22 CK70A102M R9 4-50 N5905-192-0390 | RC20GF105K 
C34 3-24 CK80A152M R10 4-46 N5905-195-5571 | RC20GF680K 
C35 3-24 CK80A152M Ri1 4-51 N5905-279-2650 | RC32GF562K 
C36 3-25 N5910-126-9597 | CE42F200R R12 4-52 N5905-299-2020 | RC32GF273K 
C37 4-63 N5910-642-6272 | CP0O5A1EE224M R13 4-53 N5905-549-8986 | RC32GF226K 
C38 4-111 N5910-666-8835 | CPO5A1EE103K R14 4-50 N5905-192-0390 | RC20GF105K 
C39 3-22 N5910-197-8871 | CP70E1FH254K R15 4-54 N5905-643-9816 | RC32GF472K 
C40 3-22 N5910-197-8871 | CP70E1FH254K R16 4-55 N5905-299-2048 | RC32GF102K 
C41 8-24 N5910-197-8860 | CP55B1EG254K R17 2-17A  |N5905-195-6806 | RC20GF102K 
C42 4-103 CP25A3EH103M R18 2-17 B20836 
C43 8-26 N5910-120-0701 | CE42F400R R19 4-64 N5905-229-2059 | RC32GF332K 
C44 3-27 N5910-666-7734 | CE41C651F R20 4-65 N5905-192-0390 | RC20GF331K 
C45 2-94 N5910-101-4890 | CM20D471K R21 4-66 N5905-549-8986 | RC32GF226K 
C46 2-86 CZ24B2WC105A R22 4-67 N5905-192-0390 | RC20GF105K 
C47 2-86 CZ24B2WC105A R23 4-68 N5905-279-1721 | RC32GF392K 
2-54 1N21B 4-69 N5905-299-2048 | RC32GF102K 
2-55 1N21CR 4-70 N5905-185-8510 | RC20GF1038K 
2-69 1N21B 4-93 N5905-299-1999 | RC32GF154K 
2-77 1N21B 4-94 N5905-192-0390 | RC20GF105K 
4-35 1N1804A 4-95 N5905-299-2020 | RC32GF273K 
a 4-110 N5960-510-6977 | 1N538 4-96 N5905-192-3973 | RC20GF471K 
i N5960-510-6977 | 1N538 4-72 N5905-279-1697 | RC20GF125K 
: N5960-510-6977 | 1N538 4-71 N5905-190-8885 | RC20GF225K 
nes N5960-510-6977 | 1N538 4-116 B20837 
S3Y30PL 4-97 N5905-190-8885 | RC20GF225K 
S3Y30PL 4-116 B20837 
N5920-280-5020 | MS90078-25-1 4-97 N5905-190-8885 | RC20GF225K 
N5920-280-5020 | MS90078-25-1 2-13 RV4NAYSD504B 
N5920-280-5020 | MS90078-25-1 4-98 N5905-299-2000 | RC32GF224K 
G6240-179-1814 | 47 2-14 RV4NAYSD254B 
4-78 RC20GF154K 


G6240-179-1814 | 47 


N5905-195-9483 
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Class Code or 
Stock Number 


N5905-192-0379 
N5905-195-9457 


N5905-171-2006 
N5905-171-2006 
N5905-201-9098 
N5905-195-9482 
N5905-195-9482 
N5905-190-8889 


N5905-171-2006 
N5905-299-2020 


N5905-192-0379 
N5905-279-1881 
N5905-279-2637 
N5905-279-2637 
N5905-249-3661 
N5905-192-0390 
N5905-299-2005 
N5905-299-2000 


N5905-299-2001 
N5905-279-1740 


N5905-643-9816 
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Part Number 


RC20GF334K 
RC20GF332K 


RV4NAYSD504B 
RV4NAYSD254B 


RC32GF101K 
RC32GF101K 
RN20X53R3F 
RC20GF273K 
RC20GF273K 
RC20GF101K 
RC20GF270K 
RC20GF560K 
RC20GF270K 
RC20GF270K 
RC20GF271K 
RC32GF562K 
RC32GF272K 
RC20GF334K 
RC20GF275K 
RC32GF470K 
RC32GF470K 
RC20GF683K 
RC20GF105K 
RC32GF823K 
RC32GF224K 


RV4LAYSA503B 


RC32GF124K 
RC32GF104K 
RC32GF180K 
RC32GF472K 


Reference 
Designation Index Number 


Figure 


Class Code or 
Stock Number 


N5905-270-6544 
N5905-270-6544 
N5905-270-6536 
N5905-195-6806 


N5960-543-0966 
N5960-521-7511 
N5960-521-7510 


N5960-521-7231 


N5960-284-5823 
N5960-521-7358 
N5960-521-7510 
N5935-501-5458 
N5935-501-5458 
N5935-270-6536 
N5935-106-1355 
N5935-106-1355 
N5935-270-6536 


N5935-106-1355 
N5935-270-6536 
N5935-224-0986 
N5935-224-0986 
N5935-270-6536 


Part Number 


RW21G801 
RW21G801 
RW21G100 
RC20GF102K 
RC20GF100K 
C20240 
6C4WA 
6C4WA 
6C4WA 
6U8A 
12ATTWA 
6AU6WA 
2BP1 

5751 

5651WA 
5RHWGA 
6080WA 
6AU6WA 
TS102P03 
TS102P03 
TS102P01 
TS103P01 
TS103P01 
TS102P01 
9470-12 
TS103P01 
TS102P01 
TS101P02 
TS101P02 
TS102P01 


